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Fig. Regression analysis comparing 'chlora
with routine autoclaving methods.

low serum folate levels in the megaloblastic range
(0 3 to 1-3 ng/ml) obtained by the routine method
were repeated using the 'chloramphenicol' method.
The repeated results ranged from 1-0 to 2-2 ng/ml
with a mean of 1-4 ng/ml.
The mean result obtained from the 'chloram-

phenicol' method was approximately 20% higher
than that from the routine method. This difference
was revealed when a comparison was made of the
results of 83 sera assayed by the 'chloramphenicol'
method which does not require autoclaving and the
routine method which includes autoclaving (Fig.).

The mean correlation (r = 0-921) between the two
methods was good and the displacement of the
regression line (y = 1-122 x + 053) was in keeping
with the difference between the means.

Comment

N-z 83 The 'chloramphenicol' method presented in this
Y 1-122x-. 529 communication is a simple, swift, and economical
r = 0-921 method for estimating serum folates. The principle

is to add micro-quantities of serum and standards
directly to medium without aseptic precautions. This
is made possible by the use of a chloramphenicol-
resistant test organism and micropipettes. These
modifications make dilution of serum unnecessary
and also obviate the need to autoclave and centri-
fuge during the assay procedure.

Results obtained from the 'chloramphenicol'
technique reveal a 20% higher mean result when
compared with those from the routine method.

10 12 Herbert (1966) also observed higher results using his
THOD 'aseptic' method. It would seem that either auto-

claving destroys folate despite the presence of
mphenicol' ascorbate or that it precipitates protein-bound folate

which is available to the test organism when the
'chloramphenicol' or 'aseptic' techniques are used.

We wish to thank the Medical Research Council of
Ireland for providing technical assistance in support
of this work.
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Book reviews

Artificial Organs and Cardiopulmonary
Support Systems By Felix T. Rapaport
and John P. Merrill. (Pp. vi + 186;
illUistrated. $15.00). New York and
L.ndon: Grune and Stratton. 1972.

This book is reprinted from Transplanta-
tion Proceedings and covers a symposium
on the use of artificial support systems,
particularly with a view to holding patients
for transplantation. It does concentrate on

cardiac support and the problems of long-
term extracorporeal bypass and artificial
hearts, but artificial respiration and a
number of unrelated support systems are
also briefly covered. The present state of
artificial heart and lung support is
extensively covered, and for those con-
cerned in the problems there is useful up-
to-date material. Many of the conclusions
reached will probably be soon outdated so
that this is unlikely to remain a useful
reference book for more than a very few
years in a developing speciality.

J. F. MOWBRAY

Thromboembolism: Diagnosis and Treat-
ment The proceedings of a symposium
held at King's College Hospital, London,
sponsored by Kabi Pharmaceuticals
Limited. Edited by V. V. Kakker and
A. J. Jouhar. (Pp. xii + 241; illustrated.
£350.) Edinburgh and London: Churchill
Livingstone. 1972.

This book contains an assortment of
articles from a Symposium on thrombo-
embolism held in July 1971 with the
addition of some extracts from the
Discussion. It has all the advantages and
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