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Table 1 Collection and preparation of samples for
autoanalyser

Previous system Modified system

1 Collect blood sample from 1 Collect blood sample from
patient in syringe patient in Monovette

2 Transfer blood to tube and 2 Label and dispatch to lab
label same

3 Dispatch sample to lab 3 Remove cap and fit constant
level device

4 Centrifuge sample 4 Store at 4°C to clot
5 Remove serum from sample 5 Attach shaft, press piston, and
and transfer to analyser cup fill sample cup with serum

6 Label analyser cup and cap 6 Place Monovettes on sample
tray for testing

7 Store samples in rack at 4°C
8 Inactivate at 56°C for 30 min

in waterbath
9 Store samples at 4°C over-

night
10 Inactivate at 56°C for 30 min

before testing
11 Transfer cups to sample trays,

remove and discard caps

however, the danger that this procedure could lead
to the introduction of an unacceptable number of
red blood cells into the sample cup.
The combined ART/ARPCFT test system

operating at 120 samples/hour has resulted in a 50 %.
increase in capacity with a corresponding reduction
in the volumes of expensive reagents required. The
time required to complete the complement fixation
test has been halved from 50 to 25 minutes, and
reduced noise levels in the recorder trace have
increased the sensitivity of the test (Table 2) and
permitted the use of a curve regenerator to reduce
carryover effect. These improvements were achieved

Table 2 Automated serology results (A U) on 12
Reiter control sera

Old method Integrated system

190 610
85 310
61 240

210 685
516 1 501
986 2 937

5 162 13 101
7 963 18 745
3974 11 169
1 773 5 184

12 943 24 588
22 500 34 639

using less equipment than was necessary for the
original separate tests.
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Letters to the Editor

Legionnaires' disease

We have recently carried out a retro-
spective study for antibodies to Legionella
pneumophila in sera submitted to this
laboratory during 1978. Sera from patients
with pneumonia or respiratory disease,
for which no specific aetiology had been
found in the routine bacterial and viral

screens, were studied. Legionella pneumo-
phila (Pontiac strain), grown in yolk sac
and then formalised, was used as antigen
in an indirect immunofluorescence test
(McDade et al., 1977). A fourfold rise in
titre to at least 1:64 or a single titre of
3 1:256 with a relevant clinical history
are presently considered to be diagnostic
in this test (Taylor et al., 1979).

Examination ofsera by an IFATfor Legionella pneumophila

IFAT (reciprocal of titre) <8 8 16 32 64 128 256 512
No. of sera 373 8 3 2 0 2 2 0

We examined a total of 390 sera from
340 patients and found five patients with
titres of 3 1:16 (1-5 %) (Table).
Only one patient met the appropriate

serological criteria with a titre of 1:256 in
a sample taken in June 1978, falling to
1:128 nine months later. This 61-year-old
man had pneumonia in the right lung,
involving the upper and lower lobes. In
addition, he had cerebellar ataxia with
slurred speech and a right hemiparesis,
although his lung and brain conditions are
thought to be aetiologically unrelated.
A second male patient, aged 65 years,

working as a photographer in the printing
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industry, was found to have a titre of 1 :128
in sera taken on days 20 and 33 after the
onset of a 'flu-like illness in March 1978
contracted in Majorca. The illness pro-
gressed to pneumonia and he was admitted
to hospital in England six days after onset.
Recovery was slow. By April 1979 his
antibody level had dropped to < 1:16.
Using class specific antiserum, it was
demonstrated that only 1gM antibodies
were present. No antibodies were detected
against L. pneumophila strains 2, 3, or 4.

While the serological results do not
entirely meet the presently accepted rigid
criteria, the high specific IgM titre, the
negative IFAT result after 12 months,
and the clinical picture all support a
presumptive diagnosis of Legionnaires'
disease.
A third male patient, aged 63 years,

became ill in December 1977 with IFAT
titres of 1 :32 in two sera taken three weeks
apart in March 1978 and a third serum
taken a year later. The patient who
works as a printer's cutter has a 13-year
history of chronic bronchitis.
The prevalence of Legionnaires' disease

among patients with sporadic, otherwise
undiagnosed, pneumonia was found in
this study to be 0.6% (2/340) compared
with 1*5 % (21/2023) reported in a general
population study carried out in
Nottingham (Macrae et al., 1979). Other
workers have reported a prevalence of 1 %
(Foy et al., 1979) and 4-10°,, (Renner
et al., 1979; Cohen et al., 1979) in groups
of otherwise undiagnosed pneumonias.

ALAN H. BALFOUR

JOHN P. HARFORD

Putblic Health Laboratory,
Bridle Path,
York Road,

Leeds LSIS 7TR
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Platelet aggregation and serum prolactin

We recently described enhanced platelet
aggregation after insulin-induced hypo-
glycaemia (Hutton et al., 1979). lncreased
adrenaline release was thought to be
largely responsible for this effect but the
influence of other hormones released
during an insulin stress test could not be
excluded. We have therefore examined the
effect on platelet aggregation of stimu-
lating the release of one ofthese hormones,
prolactin, with thyrotrophin releasing
hormone (TRH).

Seven patients selected in accordance
with the criteria used in the previous study
were given 200 gg TRH intravenously.
There was no significant change in aggre-
gation induced by either adenosine
diphosphate (ADP) or adrenaline during
the 2-hour test period, although all
subjects showed the expected rise in
prolactin (Table).
These results make it unlikely that

prolactin alone was responsible for the
enhanced platelet aggregation observed

during the insulin stress test and thus add
weight to our suggestion that our earlier
observations resulted from the synergistic
effect of adrenaline released in vivo with
ADP added as the aggregating agent
in vitro.

Our thanks are due to Dr Jean Ginsburg
for access to patients under her care, and
to Dr Marion Gore and her staff for the
serum prolactin assays.

R. A. HUTTONI
D. P. MIKHAILIDIS2

E. GEORGIADIS3
A. S. J. BARKLEY3

Departments of 'Haematology,
2Chemical Pathology, and

3Endocrinology,
RoYal Free Hospital, London NW3
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Immunohistochemical demonstration of
carcinoembryonic antigen

With reference to several recently pub-
lished papers on the identification of
carcinoembryonic antigen (CEA) in
human breast carcinomas, mammary dys-
plasia, and granular cell myoblastomas
using immunoperoxidase techniques and
a commercially available antiserum to
CEA (Shousha and Lyssiotis, 1978; 1979;
Shousha et al., 1979), we feel that some
comment should be made regarding the
specificity of the immunohistochemistry.
Many anti-CEA sera show cross-

reacting activity against related glyco-
proteins such as non-specific cross-
reacting antigen (NCA). These CEA-like
materials are found in a large number of

EJIect of TRH on prolactin level and platelet aggregation

Tui'le (mill) Serum71 prolac^>tini Platelet aggr-egatio (i

A1 DP Adrenalinte

Pre-TRH 207 57 59.4+ 7-4 63.9 22.9
Post-TRH 30 1002 420 52.9 18.7 59.1 15.1
Post-TRH 60 520 218 49.3 12.6 46-4 19'6
Post-TRIH 90 359) 153 55s7 17-5 56 0 22.5
Post-TRII 120 288 140 63A1 9- 4 64.7 24 2
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