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SUMMARY A further modification of the standard RPHA technique (Hepatest, Wellcome Reagents)
for the detection of HBsAg is described. This modification does not require a centrifugation step
which is required by the other modifications that have been described previously and consequently
takes a little longer to perform. It does, however, retain the advantages of increased sensitivity and
decreased costs which are also features of the other modifications. A series of 939 routine clinical
specimens were used to evaluate the method described and to evaluate a new RIA kit for the detection
of HBsAg (Hepatube, Wellcome Reagents). Of 53 specimens found to be positive for HBsAg
by RIA, 50 (94%) were detected by the modified Hepatest RPHA as opposed to 47 (89 O/) by the
standard technique.

A modification of the Hepatest RPHA technique
(Wellcome Reagents) has been described' suitable
for the rapid large scale screening of blood donor
samples for HBsAg. This modification resulted in a
slight increase in sensitivity and a saving in the cost
of reagents. The technique involved the dilution of
the Hepatest cells to 0'2 %, the use of V-bottomed
microtitre plates rather that U-bottomed plates
recommended by the manufacturer and the inclusion
of extra turkey serum in the buffer to diminish
the number of false positive reactions which would
be given by those sera with low level turkey agglu-
tinins if the test were made more sensitive. An
important and necessary step was the centrifugation
of the plates (15 s at 450 g) after incubation with the
test sera to hasten the agglutination of the cells.
After centrifugation the plates were inclined at an
angle of 60° for a few minutes when the negative
unagglutinated cells ran down as a smooth teardrop
streak. A further modification to this technique
using 01 % test cells, was later described2 with a
similar increase in sensitivity over the standard
technique, but because of the centrifugation step
the test could still be performed within 30 min.
Many laboratories, however, are not required to
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process the large number of specimens per day that is
usual in a large blood bank and therefore the time
taken to perform the test is not so critical. In addition,
a general diagnostic laboratory may not have special
facilities for centrifuging plates containing hepatitis
B-positive specimens, HBV still being classified as a
Category B pathogen. We here report a small trial
employing a similar modified Hepatest technique
which omits the centrifugation step, and although
it takes a little longer to perform, still retains the
advantages of increased sensitivity and lower cost.
The sera tested were also used to evaluate the

new RIA kit for the detection of HBsAg (Hepatube)
supplied by Wellcome Reagents.

Material and methods

Nine hundred and thirty nine sera were received
from the Portsmouth Public Health Laboratory.
These represented routine specimens for diagnosis
over a two-month period and included a batch of
92 specimens from Vietnamese refugees (Boat
People). The sera (under code) were screened for
the presence ofHBsAg by HepatestRPHA according
to the manufacturer's instructions (the standard
method) and by the modification described below
(the modified method). The same batch of Hepatest
was used throughout. In addition all specimens were
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tested by radioimmunoassay for HBsAg (Hepatube,
Wellcome Reagents).

HEPATEST RPHA-STANDARD METHOD

In the presence of HBsAg, horse anti-HBs-coated
turkey erythrocytes are agglutinated.3 Freeze-dried
antibody-coated cells and control cells coated with
normal horse immunoglobulin are supplied which
when reconstituted form a 1 % suspension. Buffer
and positive and negative control sera are supplied,
and the test is performed in U-bottomed microtitre
plates using 25 ,[l as the unit volume for serum
dilutions and cells. After the test is set up, the plates
are left at room temperature for 30 min before the
agglutination patterns are read.
The test is negative if the cells settle into a tight

ring or button, and positive if the cells form a
smooth carpet over the bottom of the well. In our
trial all specimens were screened initially at a
dilution of 1/8 with test cells only, any positive
specimens then being titrated with test and control
cells to ensure that the reaction was specific.

Before a batch of Hepatest is accepted for use by
the Public Health Laboratory Service it is subjected
to quality control by the Division of Microbiological
Reagents and Quality Control at Colindale and by
the Leeds Public Health Laboratory. Sensitivity
assays include screening tests with the special low-
titred HBsAg panel (the "SP Panel") when at least the
seven highest titred antigens must be detected; and
titrations ofa panel of 10 reagents (including negative
sera and true and false positive sera) when minimum
titres must be obtained. The settling of the turkey
cells must not be unduly prolonged but give clear
and distinct positive and negative reactions.

HEPATEST RPHA-MODIFIED METHOD

The buffer supplied with the Hepatest kit was supple-
mented with 2% normal turkey serum. Dilutions of
the specimen were made in this buffer which was
also used to dilute the 1% test and control sus-
pensions to 0 2%. Screening tests were set up as in
the standard method with the same unit volumes,
but diluted turkey suspensions and V-bottomed
microtitre plates were used. The plates were left
undisturbed in a horizontal position for 1- hours at
room temperature to allow the diluted Hepatest
cells to settle before the agglutination patterns were
read. The plates may be read from below by means of
a viewing mirror if desired. Again, a tight button of
cells constituted a negative reaction and a carpet of
agglutniated cells a positive reaction. When used to
screen the SP Panel, the positives detected by the
standard method were seen to be more clearly
positive by the modified method and two additional
antigens were also detected.

A second modification was also tried and used in
parallel with the modification described above on
approximately 10% of the sera. As this alternative
modification is a 3-volume test it was necessary
only to supplement the buffer supplied in the kit
with 1% normal turkey serum to overcome any
increase in non-specific agglutination due to the
use of diluted cell suspensions. Dilutions of the
specimens were made in this buffer which was
also used to dilute the 1% test and control cells to
0 15%. Screening tests at a 1/8 serum dilution were
set up as in the standard procedure but flexible
PVC V-well microtitre plates were used instead of
the rigid U-well polystyrene plates. To each 25 ul of
serum dilution was added 2 x 25 pl of the 0-15%
cell suspension and the plates left at room temp-
erature for 1 to 2 hours before the cell patterns
were read. Again a tight button of cells constituted
a negative, and a carpet of agglutinated cells, a
positive reaction.
Both modifications performed equally well giving

the same increased sensitivity. There was however a
slight improvement in the clarity of the settling
patterns using the second modification but as the
flexible PVC plates were more expensive, not so
robust and more subject to vibrations than the
rigid V-bottomed polystyrene plates, this modifi-
cation although it can be recommended, was not the
chosen modification used in this survey.

HEPATUBE-RIA
This "sandwich principle" radioimmunoassay em-
ploys antibody-coated plastic tubes as the solid
phase, the antibody being guinea-pig anti-HBs.
Volumes (0-2 ml) of the sera under test were added
to the tubes and any HBsAg present was fixed
during the initial incubation. For convenience an
overnight incubation at room temperature was
used at this stage instead of the two hours at 37°C
recommended in the assay protocol. After washing,
0-2 ml 1251-labelled horse anti-HBs was added and
the tubes incubated for one hour at 37°C, before being
washed again and the radioactivity counted. Three
positive and six negative replicate controls were
included in each test. A positive was defined as any
sample giving a count 60 cpm above the mean
negative count rate.

Results

The total number of specimens positive by RPHA
was 50. The number positive by the standard method
was 47, whereas the modified test detected 50
positives. The three specimens not detected by the
standard method were all very weak positives with
titres of 1/8 (two specimens) and 1/16 (one specimen)
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in the modified test.
There were only two repeatable false positive

RPHA reactions out of 939 sera tested, both given
by the modified technique. This is an incidence of
0 2%. In this study RIA (Hepatube) was used as the
confirmatory test.

Sufficient sera were available for 25 HBsAg-
positive patients for titrations by the standard and
modified RPHA methods to be carried out in
parallel. Six specimens showed an eightfold higher
titre by the modified method than by the standard
method, 10 specimens showed a fourfold higher titre,
eight specimens a twofold higher titre and one speci-
men gave the same titre by both methods.

All 939 sera were tested on the one occasion for the
presence of HBsAg by RIA (Hepatube). There were
53 specimens positive by this method, the 50 speci-
mens positive by the modified RPHA were confirmed
and an extra three positives detected. These three
patients were British subjects who had had proven
hepatitis B a few months previously and who were
now negative for HBsAg by RPHA. When tested
for anti-HBc by RIA (test kindly performed by
Dr BJ Cohen, Virus Reference Laboratory,
Colindale), all three were positive. All positives
were also tested by Ausria H (Abbott Labs) as a
further confirmatory test and found to be positive.
Hepatube was shown to be at least as sensitive as
Ausria II for the detection of HBsAg as both were
equally capable of detecting all 16 positive samples
in the low-titre HBsAg panel (SP Panel) held by
Division of Microbiological Reagents and Quality
Control.
Among the 92 sera from the Vietnamese Boat

People, 24 (26%) were positive for HBsAg, therefore
there were 29 positives among the remaining 847
hospital specimens; an incidence of 3*4%.

Discussion

Previous workers, notably in the Blood Transfusion
Servicel 2 have modified the standard Hepatest
technique in the interest of economy and sensitivity
but have retained the advantage of the speed of the
test by introducing a centrifugation step to speed
up the settling of the cells. This is an essential step
in any modification involving the dilution of the
turkey cells if the rapidity of the test is to be pre-
served. The justification for yet another modification
of the Hepatest technique is that it allows workers
in less specialised laboratories with a smaller
hepatitis work load to take advantage of the bene-
fits of a modified test-increased sensitivity and
decreased costs-even if for reasons of safety or
because they lack the necessary apparatus, they

are not able to include the centrifugation step. No
additional technical complications are introduced
in the method described, the modifications being
made in the buffer, the dilution of the Hepatest
cells, the agglutination plates used and the time of
incubation of the plates. Thus this method could
be adopted as a routine test in most general lab-
oratories. There are few clinical demands in which
the extra incubation period would make any signifi-
cant difference.
That the sensitivity of Hepatest RPHA is increased

by the modification described is shown by the fact
that of 53 specimens positive for HBsAg by RIA,
50 (94%) were detected by the modified version as
opposed to 47 (89%) by the standard method. It
must be emphasised that any suspicious finding on
screening should result in that specimen being
titrated with both test and control cells, and any
unexpected or weak positive reactions should be
checked by RIA, if necessary by reference to another
laboratory.
Another major benefit is the more economical

use of the reagents required to carry out the test.
Extra buffer and normal turkey serum will need to
be purchased but this is more than offset by the
fact that the Hepatest cells are diluted five times
before use. Thus the saving in cost could be as
much as four to five times.

All specimens were able to be tested in one day
by RIA using Hepatube reagents and automated
washing equipment provided by Wellcome Reagents.
The test performed well and appeared to be as
sensitive as Ausria II. Among the 939 hospital
specimens, Hepatube detected an extra three positive
specimens overall in addition to those detected by
RPHA. This was 11 % more than those detected
by the standard Hepatest but only 5 6% more than
those detected by the modified method. A similar
increase in sensitivity by RIA over Hepatest was
reported among 25 000 new blood donors at the
North London Blood Transfusion Centre.2 RIA
(Middlesex Hospital technique)2 detected 11 %
more positives than did the standard Hepatest
technique, but this was reduced to 6% when their
01% Hepatest was used. This similarity of findings
is in two very different populations with very
different HBsAg incidences. The positivity rate in
our small series of hospital patients and Vietnamese
refugees together being 1:18 compared with 1:485
among the apparently healthy blood donor popu-
lation.

We are grateful to Dr AAG Saeed of the Ports-
mouth Public Health Laboratory for providing us
with the specimens tested.
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