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SUMMARY A sandwich enzyme immunoassay for plasma factor VIII related antigen has been
developed which exploits a para-iodophenol enhanced chemiluminescent reaction to detect the
horseradish peroxidase label. The assay entailed 15 min incubations with sample and with conju-
gate and had a detection limit of 0 12 mU. It showed good within batch precision (coefficient of
variation = 2 95-5*8%) and results on a series of 57 specimens agreed with results obtained by
immunoelectrophoresis (correlation coefficient = 0.97).

Factor VIII is a complex consisting of two major
subunits: VIII:C and VIIIR:Ag, with molecular
weights of 2-85 x 105 and 1-2 x 101 respectively. It
is a cofactor of factor IXa, which is involved in the
conversion of factor X to Xa in the blood coagula-
tion process.' Deficiency of factor VIIIR:C is found
in haemophilia A, while qualitative and quantitative
deficiency of factor VIIIR:Ag with corresponding
decrease in factor VIII:C is manifest as von Wille-
brand's disease.

Several methods have been used to measure fac-
tor VIIIR:Ag2 8 including immunoelectrophoresis2
and, more recently, enzyme immunoassay.5-8 The
latter technique avoids the hazards of radioisotopes
and is sensitive. The recently discovered enhanced
luminescent assay for horseradish peroxidase labels
provides a sensitive and rapid end point for enzyme
immunoassays based on peroxidase labels.9 In this
paper we describe the application of enhanced
luminescence in an enzyme immunoassay for factor
VIII:Ag. The assay is carried out on a black plastic
microtitre plate and light emission from individual
wells in the plate is monitored using a luminescence
microtitre plate reader.

Material and methods

Phosphate buffered saline tablets were purchased
from Oxoid Ltd (Basingstoke, UK). Dimethyl sul-
phoxide, Tween 20, hydrogen peroxide (30% vol/
vol), luminol, and Trizma base were from Sigma
Chemical Company (Poole, UK), and para-
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iodophenol was from Aldrich Chemical Company
(Gillingham, UK). Luminol was purified and con-
verted to its sodium salt by recrystallisation from hot
sodium hydroxide and decolorisation with char-
coal.'0 Black polystyrene microtitre plates (Micro-
FLUOR B) were obtained from Dynatech
Laboratories Inc (Alexandria, Virginia, USA).

ANTISERA AND CONJUGATE
The IgG fraction of rabbit antihuman factor VIII
related antigen and its horseradish peroxidase con-
jugate were supplied by Dakopatts (Copenhagen,
Denmark).

STANDARD PLASMA
A series of standards was prepared by serially dilut-
ing the 11th British Standard for blood coagulation
factor VIII" in phosphate buffered saline (PBS)
(0.1 mol/l, pH 7 3) containing Tween 20 (1 ml/l).

PLASMA SAMPLES
Blood was taken into trisodium citrate (38 g/l; 1 part
to 9 parts of blood). After centrifugation (3000 g,
4°C) the plasma was removed and stored in 0-5 ml
aliquots in capped plastic tubes at - 20°C. Factor
VIIIR:Ag was measured by immunoelectrophoresis
and the enhanced luminescence enzyme immunoas-
say in a series of samples from 32 healthy controls,
four haemophiliacs, four patients with sickle cell
disease,'2 and 16 patients with von Willebrand's dis-
ease.

IMMUNOELECTROPHORESIS
This was performed using agarose (Mercia-
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Brocades) containing antihuman factor VIIIR:
(Dakopatts), and the 11th British Standard E
standards supplied by Immuno Diagnostica (N
nna, Austria), according to the method of Laurel
modified by Zimmerman et al.2

ENZYME IMMUNOASSAY
One hundred microlitres of a 1/500 dilution of a]
human factor VIIIR:Ag in carbonate buffer (C
mol/d, pH 9.6) was added to each well of a bl
microtitre plate, which was then incubated;
gently agitated in a moist chamber at room tempe
ture for 15 min. The contents were aspirated and
plate washed three times by immersion in an E
tated solution of PBS containing Tween 20 (
mill) for 3 min. The plate was dried by gently t
ping it on to absorbent paper. One hundred mic
litres of a 1/50 dilution of standard or a plasma sa
ple in PBS containing Tween 20 (1 mill) was ad
to the plate, which was then incubated for 15
and washed three times as before. One hund
microlitres of a 1/500 dilution of the antihuman
tor VIIIR:Ag-peroxidase conjugate in PBS conta
ing Tween 20 (1 ml/l) was then added to each of
wells of the microtitre plate; the plate was incuba
for 15 min, washed three times, and dried as befo
Bound conjugate was detected by adding to e

well 100 microlitres of a luminol-hydrogen I
oxide-iodophenol solution prepared by adding I
of para-iodophenol (40 mmoVlI in DMSO) to 10'
of a luminol (1.25 mmol/l) and hydrogen pero
(2.7 mmol/l) mixture in Tris buffer (0-1 mol/l,
8.5). The glowing plate was placed in the micro
plate reader and the intensity of light emission f
individual wells measured within one minut
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Fig. 1 Standard curve for the enhanced luminescence
enzyme immunoassay for plasma factor VIII related
antigen.
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am- measurement oflight emission is made after initiation ofthe
Ided enhanced luminescence reaction.

min
lred initiation. Light was detected using a photomulti-
fac- plier tube (9924A, Thorn EMI Electron Tubes Ltd,
ain- Ruislip, UK) in a photocurrent mode. The end win-
the dow photomultiplier tube was fitted with a small cir-
ted cular aperture and positioned close to the upper
re. surface of a microtitre plate contained in a light tight
ach box. The light emission from the luminescence subs-
per- trate solution was also measured and this blank sub-
1 ml tracted from the values obtained for plasma sam-
0 ml ples. Plasma factor VIIIR:Ag concentrations were
xide obtained by extrapolation from a standard curve of
pH intensity of light emission versus factor VIIIR:Ag

otitre concentration.
from
e of PRECISION STUDY

Samples of specimens with high, medium, and low
concentrations of factor VIIIR:Ag were analysed

/' repeatedly (n = 12) within the same batch.

Results

The detection limit of the assay based on the amount
of factor VIIIR:Ag which produced twice the light
emission of the zero standard was 0-12 mU. Using
sensitised plates, the assay took less than 50 min to
complete and this rose to just over 1 h if the time
taken to sensitise the microtitre plate was included.
A typical factor VIIIR:Ag standard curve is shown
in Fig. 1. One of the characteristics of the enhanced
luminescence assay for the peroxidase label is that
the light emission is relatively stable and therefore

2.5 light emission can be measured several minutes after
initiation of the luminescent reaction. The influence
of the time at which light emission was measured
after initiation on the standard curve is presented in
Fig. 2. Acceptable standard curves were obtained
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determined by immunoelectrophoresis and enho
luminescence enzyme immunoassay (0, health)
von Willebrand's disease; *, haemophilia; A, s
disease).

from measurements made up to 15 min a

tion of the luminescent reaction.
The assay showed good within batch pr

factor VIIIR:Ag concentrations of 0-25,
2-18 U/ml, coefficients of variation of 5.
3-0% respectively were obtained (n =

correlation (correlation coefficient =

obtained between results from 57 specime
using the enhanced luminescence
immunoassay and immunoelectrophoresi

Discuon

This factor VIIIR:Ag assay is sensitive
performed much more quickly than cor
enzyme immunoassays with colorimetric
Others have tried to reduce the incubatioi
colorimetric enzyme immunoassay I

VIIIR:Ag-for example, 1 h to 30 min i
with sample and with conjugate-but th
assay sensitivity.8 The increased speed of
due to several factors. The sensitivi
enhanced luminescence end point pern
incubations of the sensitised microtitre
samples and with conjugate, and the lui
measurement can be made less than 30 s

tion compared with 30 min (typically)
orimetric end point. The convenience o
was improved by the availability of a
manual microtitre plate reader des

AA luminescence measurements. This measured the
A luminescence from individual wells in less than 2 s

A and facilitated rapid successive measurements from
wells on the plate.
An enhanced luminescence end point is applic-

able to any enzyme immunoassay which uses a
horseradish peroxidase label. It can improve sen-
sitivity and reduce the time taken to complete an
assay. Further improvements in-assay speed may be
possible by combining enhanced luminescence with
monoclonal antibody reagents which allow simul-
taneous rather than sequential incubation of
immobilised antibody with sample and conjugate.'3
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