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Abstract
Aim—To evaluate the clinical usefulness of
three commercially available assays for
Her-2/neu oncogene and protein meas-
urements. The Her-2/neu protein is over-
expressed, mostly as a result of gene
amplification, in 20–30% of human breast
cancers, and has been shown to have
prognostic and predictive value for treat-
ment with chemotherapy or the new
monoclonal antibody, Herceptin.
Methods—An immunohistochemistry
(IHC) assay using the Dako polyclonal
antibody A0485, which measures the Her-
2/neu protein, was compared with two new
Food and Drug Administration (FDA)
approved fluorescence in situ hybridisa-
tion (FISH) assays—INFORM™ and
PathVysion™, in a cohort of 52 formalin
fixed, paraYn wax embedded breast tis-
sues. These tissues were selected ran-
domly from 84 consecutive infiltrating
breast cancer specimens, which were first
stratified according to the Her-2/neu pro-
tein levels as measured by IHC.
Results—The two FISH assays achieved a
98% concordance rate: 14 specimens
(27%) showed Her-2/neu gene amplifica-
tion and 37 specimens (71%) showed no
Her-2/neu gene amplification. The Path-
Vysion assay had certain advantages over
the INFORM assay. In contrast, the IHC
assay detected Her-2/neu overexpression
in a high percentage of cases, including 13
high positive specimens (25%) and 13
medium positive specimens (25%). Al-
though 10 of these 13 IHC high positive
specimens showed gene amplification by
FISH, nine of 13 IHC medium positive
specimens showed no gene amplification.
Statistical analyses showed that the diVer-
ences between IHC and FISH assays were
primarily in the specimens with medium
positive IHC, but negative FISH results.
Conclusions—Because of the increasing
importance of the Her-2/neu oncogene
and oncoprotein in the clinical manage-
ment of patients with breast cancer, the
accurate and consistent evaluation of
Her-2/neu status is crucial. This study
suggests that the best approach is to com-
bine both IHC and FISH assays; that is, to
use the IHC assay as a triage step, followed
by the PathVysion FISH assay to analyse
the IHC medium and high positive cases.
(J Clin Pathol 2000;53:374–381)
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Alterations in proto-oncogenes and tumour
suppressor genes have been reported in human
breast cancer. The Her-2/neu oncogene, also
known as erbB-2, encodes one of the epithelial
growth factor (EGF) receptors on the cell
membrane, the functions of which include the
stimulation of mammary epithelial cell
proliferation.1 2 The Her-2/neu oncogene is
overexpressed in 25–30% of breast cancers.3–5

In over 90% of these cases, Her-2/neu
oncogene overexpression is attributed to Her-
2/neu gene amplification; that is, an increase in
the number of gene copies in the cell,3 6 7 which
results in raised concentrations of the corre-
sponding mRNA and, ultimately, the Her2/neu
oncoprotein. Other mechanisms, such as tran-
scription activation, might be involved in the
remaining cases.

Assessment of Her-2/neu status has gained
increasing importance in the clinical manage-
ment of patients with breast cancer. Her-2/neu
overexpression/amplification in node positive
cases is linked to poor prognosis; that is, short-
ened disease free interval and shorter survival
time, and a similar linkage might also exist in
node negative cases.3 4 8–11 Her-2/neu
overexpression/amplification appears to be a
significant predictor for the response to thera-
peutic agents.5 12 13 In addition, a humanised
monoclonal antibody to the Her-2/neu protein,
Herceptin (trastuzumab), has been shown to
be an eYcacious adjuvant therapeutic agent for
patients with breast cancer who overexpress the
Her-2/neu gene.14–16

Because it is a complex and unique issue, the
assessment of Her-2/neu status is an excellent
opportunity for pathologists to integrate cut-
ting edge knowledge of molecular pathology
into daily practice, and represents a formidable
challenge to provide consistent and reliable
information to clinicians. First, the evaluation
of Her-2/neu status requires technically diY-
cult quantitative assays. Her-2/neu alterations
in breast cancer cause quantitative changes—
overexpression of the protein as a result of gene
amplification in most cases, as opposed to the
qualitative changes (mutations or deletions)
found for most other oncogenes and tumour
suppressor genes. Second, status can be
assessed either by measuring the concentration
of Her-2/neu, which is directly involved in the
pathogenesis of breast cancer, or gene amplifi-
cation, which is thought to be the cause of
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Her-2/neu overexpression in most patients.
Although various blotting assays, such as
Southern blotting (which measures gene copy
number), northern blotting (which measures
mRNA values), or western blotting (which
measures protein concentrations), have been
used, these assays require large amounts of
fresh tissue, and are thus not practical for most
clinical settings. For routine formalin fixed,
paraYn wax embedded breast tissue speci-
mens, two types of assays are currently used—
immunohistochemistry (IHC) to measure the
Her-2/neu protein and fluorescence in situ
hybridisation (FISH) to measure Her-2/neu
gene amplification (copy number). To date, the
Food and Drug Administration (FDA) has
approved three Her-2/neu assays for specific
clinical applications. An IHC assay, Her-
cepTestTM, using the Dako polyclonal antibody
A0485, was approved as an aid to the
assessment of patients in whom Herceptin
treatment is being considered. Two FISH
assays were also approved as adjunct tests—
INFORMTM for the prediction of recurrence in
patients with primary invasive, node negative
breast carcinoma, and PathVysionTM for pa-
tients with stage II, node positive breast cancer,
in particular for the response to adjuvant
cyclophosphamide, doxorubicin, and
5-fluorouracil chemotherapy. For the critical
evaluation of the usefulness of Her-2/neu tests
in a clinical laboratory, we compared, for the
first time, three commercially available
assays—one IHC assay (using the widely used
antibody A0485) and the two FISH assays,
INFORM and PathVysion.

Materials and methods
SPECIMEN SELECTION AND PROCESSING

Specimens were obtained from consecutive
mastectomies and breast core biopsies that
were performed at the University of Texas
Southwestern Medical Center at Dallas be-
tween August 1998 and January 1999. All
specimens were fixed in 10% neutral buVered
formalin and paraYn wax embedded. After
microscopic diagnosis of infiltrating breast car-
cinoma, one representative tissue block from
each patient was subjected to assessment of
Her-2/neu status.

IMMUNOHISTOCHEMISTRY

The primary polyclonal anti-Her-2/neu anti-
body, A0485, was purchased from Dako
Corporation (Carpenteria, California, USA).
BuVers, blocking solutions, biotinylated poly-
valent secondary antibodies, streptavidin–
biotin complex reagents, chromagen, and hae-
matoxylin counter stain were used as supplied
in the Level 2 USA Ultrastreptavidin Multispe-
cies Detection System (Signet Laboratories,
Dedham, Massachusetts, USA). Antigen re-
trieval citra buVer was obtained from Bio-
Genex (San Ramon, California, USA). Opti-
mal dilutions of primary antibody (A0485)
were predetermined as 1/3500, using positive
and negative Her-2 expressing breast cancer
specimens. A known positive control section
was included in each run to ensure proper
staining.

All IHC staining was performed at room
temperature on an automated BioTek solutions
TechMate™ 1000 immunostainer (Ventana
BioTek Systems, Tucson, Arizona, USA). Par-
aYn wax sections were cut at 3 µm on a rotary
microtome, mounted on positively charged
POP100 capillary gap glass slides (Ventana
BioTek Systems), and air dried overnight. Sec-
tions were then deparaYnised in xylene and
ethanol. Sections were quenched with fresh 3%
hydrogen peroxide to inhibit endogenous tissue
peroxidase activity for 10 minutes and rinsed
with deionised water. Sections were then
placed in 200 ml antigen retrieval citra buVer,
pH 6.8, then brought up to the boil, after
which 50 ml of deionised water was added.
The buVer was again boiled for five minutes.
The slides were allowed to cool for 20 minutes
and subsequently rinsed thoroughly in deion-
ised water and then buVer. Sections were incu-
bated in unlabelled blocking serum solution for
five to 10 minutes and then incubated for 25
minutes with either primary antibody at a dilu-
tion of 1/3500 in buVer, or with buVer alone, as
a negative reagent control. Subsequently,
sections were washed in buVer, and then incu-
bated first with biotinylated secondary anti-
body solution for 25 minutes and then
horseradish peroxidase conjugated
streptavidin–biotin complex for 15 minutes.
Sections were washed in buVer, and then incu-
bated with two changes, for five minutes each,
of a freshly prepared mixture of diaminobenzi-
dine (DAB) and H2O2 in buVer, followed by
washing in buVer and then deionised water.
Sections were then counter stained with
haematoxylin, dehydrated in a graded series of
ethanol and xylene, and covered with cover-
slips. Slides were viewed under the light micro-
scope and photographed on a Nikon ECLIPSE
E600 microscope (Nikon Instruments,
Melville, New York, USA) with Quipps genetic
workstation imaging software (Vysis Inc,
Downers Grove, Illinois, USA). Positive reac-
tions with DAB were identified as a dark brown
reaction product on the cell membrane and the
specimens were graded as negative, low,
medium, and high positive, based on both the
percentage of positively stained cells and the
staining intensity (table 1). The specimens with
high or medium IHC positivity were consid-
ered to have Her-2/neu overexpression, com-
patible with FDA approved criteria for Hercep-
tin treatment.

FLUORESCENCE IN SITU HYBRIDISATION

For the INFORM assay, the commercial kit
was purchased from Oncor Inc (Gaithersburg,
Maryland, USA), which was subsequently
acquired by Ventana Medical Systems (Tuc-
son, Arizona, USA). The FISH assay was per-
formed according to the manufacturer’s rec-
ommended protocol after the laboratory
received proficiency certification for perform-
ing the INFORM assay. Formalin fixed, paraf-
fin wax embedded 4 µm thick tissue sections
were dried overnight in a 65°C (±2°C) oven and
then deparaYnised in xylene, followed by two
changes of 100% ethanol. Sections were incu-
bated in pretreatment solution (30%) for 15
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minutes at 43°C (±2°C) and digested in protein
digesting enzyme solution for 40 minutes at
37°C (±2°C). The slides were denatured in a
75°C water bath for eight minutes. The
Her-2/neu unique sequence probe was warmed
at 37°C for five minutes before application. A
10 µl aliquot of the probe solution was pipetted
on to the target tissue which was covered with a
glass coverslip. The slides were hybridised at
37°C for 12–16 hours in a humidified chamber.
After removal of the coverslip, the sections were
washed using a post-hybridization wash (20×
saline sodium citrate (SSC) and formamide).
Detection was then performed by indirect label-
ling of fluorescein tagged avidin, which binds to
the DNA probe. The remainder of the genomic
DNA, which was not bound by the DNA probe,
was then stained with an interacting fluorescent
counter stain (DAPI in antifade). Excitement of
fluorescein and DAPI by light from a mercury
arc lamp with appropriate filters in an epifluo-
rescence microscope resulted in the emission of
green and blue light for the Her-2/neu sequence
and general genomic DNA, respectively. Speci-
mens were evaluated with the Nikon ECLIPSE
E600 microscope (Nikon Instruments, Melville,
New York, USA) with Quipps genetic worksta-
tion imaging software (Vysis) under oil immer-
sion at ×100 magnification using the recom-
mended filters. In each specimen, at least 40
cells were counted for Her-2/neu gene signals.
The specimens with a mean fluorescence signal
number of 4 or less for each cell were considered
to be non-amplified, whereas those with a signal
number of greater than 4 were considered to be

amplified (table 2). Control slides supplied by
Oncor were used as controls in each run of the
assay.

For the PathVysion assay, the Her-2 DNA
probe kit and the paraYn wax pretreatment
reagent kit were purchased from Vysis. The
FISH assay was performed according to the
manufacturer’s recommended protocol and
after the laboratory received proficiency certifi-
cation for performing the PathVysion assay.
Briefly, formalin fixed, paraYn wax embedded
tissues were cut into 4 µm thick sections that
were subsequently deparaYnised. Pretreat-
ment, enzyme digestion, and fixation of the
slides were performed. The slides were then
denatured at 72°C (±1°C) for five minutes.
After a buVer wash, 10 µl of a mixture of two
directly labelled probes—the Her-2/neu spe-
cific sequence probe (LSI HER-2/neu Spectru-
mOrange) and a probe for the á satellite
sequence at chromosome 17 (CEP 17
SpectrumGreen)—were added to the tissue
sections and hybridisation was carried out at
37°C for 14–18 hours. The slides were then
washed in a post-hybridisation wash, counter
stained with DAPI, and covered with a
coverslip. In each specimen, at least 60 cells
were counted for both Her-2/neu gene and
chromosome 17 centromere signals with a
Nikon ECLIPSE E600 microscope (Nikon
Instruments) with Quipps genetic workstation
imaging software (Vysis) under oil immersion
at ×100 magnification using the recommended
filters. The result is reported as the ratio of the
average copy number of the Her-2/neu gene to
that of the chromosome 17 centromere (CEP
17). Specimens with a signal ratio of less than
2.0 were designated as non-amplified and 2.0
or greater as amplified (table 2). Her-2/neu
gene amplified and non-amplified tissues
obtained from Vysis were used as controls.

DATA ANALYSES

For each specimen, two cytotechnologists
independently analysed the data, using the
respective manufacturer’s recommended crite-
ria. If a specimen received a score of 3.5 to 4.5
on the INFORM assay or 1.8 to 2.2 on the
PathVysion assay, the assay was rescored. The
pathologist then reviewed the case and finalised
the diagnosis.

Statistical analyses were conducted on the 52
specimens that were subjected to all three Her-
2/neu assays. First, the three assays were
grouped in a pairwise system so that any two of
the three could be compared with each other.
Cramer’s V and ë were calculated for the three
pairwise associations. Cramer’s V is a ÷2 based
measure of association between two nominal
variables and reduces to a ð coeYcient when
each nominal variable is dichotomous. Sym-
metric ë, a proportional reduction in error
measure, provides a relative degree of associ-
ation; ë is considered more informative than
the ÷2 based measures because ratio compari-
sons can be performed between pairs of meas-
ures. Second, Cochran Q tests were performed
to evaluate further whether these three assays
make significantly diVerent decisions; that is,
generate diVerent data. The Cochran Q test is

Table 1 Criteria for Her-2/neu immunohistochemical assays

Interpretation Microscopic findings

Negative No immunostaining of cytoplasmic membrane identified
Negative Faint or blush staining involving a portion of the circumference of the

cytoplasmic membrane in less than 10% of the neoplastic cell population
Low positive Weak but definitive staining of the membrane over 100% of the cytoplasmic

circumference in 11–30% of the neoplastic cell population
Medium positive Strong positive staining of the membrane over 100% of the cytoplasmic

circumference in 31–50% of the neoplastic cell population
High positive Strong positive staining of the membrane over 100% of the cytoplasmic

circumference in 51–100% of the neoplastic cell population

Table 2 Criteria for Her-2/neu fluorescence in situ
hybridisation assays

Findings Interpretation

INFORM™: 40 randomly selected nuclei counted, if average
signals for each cell are:

< 4 Her-2/neu gene amplification not observed
> 4 Her-2/neu gene amplification observed

PathVysion™: 60 randomly selected nuclei counted, if average
ratio of Her-2/neu signal to chromosome 17 centromere
signal is:

< 2.0 Her-2/neu gene amplification not observed
> 2.0 Her-2/neu gene amplification observed

Table 3 Comparison of IHC with two FISH (INFORM™ and PathVysion™) assays

FISH Subtotal

INFORM Amplified Amplified Non-Amplified Non-Amplified
PathVysion Amplified Non-Amplified Amplified Non-Amplified
IHC

High + 10 (19%) 0 0 3 (6%) 13 (25%)
Med + 3 (6%) 1 (2%) 0 9 (17%) 13 (25%)
Low + 1 (2%) 0 0 8 (15%) 9 (17%)
Neg 0 0 0 17 (33%) 17 (33%)

Subtotal 14 (27%) 1 (2%) 0 37 (71%) 52 (100%)

FISH, fluorescence in situ hybridisation; IHC, immunohistochemistry.
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a non-parametric test that examines whether k
matched data sets diVer significantly among
themselves. Although the two FISH assays
were already dichotomous—gene amplified
versus non-amplified—the IHC data were not,
they contained negative, low, medium, and
high positive. Consequently, the IHC data were
dichotomised in two possible group arrange-
ments. In grouping 1, high and medium
positive results were placed in one subgroup,
with low positive and negative in the other sub-

group. In grouping 2, only high positive results
were placed in one subgroup, with the other
subgroup containing medium positive, low
positive, and negative results.

Results
STUDY DESIGN AND SPECIMEN SELECTION

In the first step of this comparison study of
IHC and FISH assays for Her-2/neu status, 84
consecutive specimens of invasive breast carci-
noma from the University of Texas Southwest-

Figure 1 Photomicrograph of the three assays. Representative cases are shown as follows: (A) Immunohistochemistry
(IHC) negative and fluorescence in situ hybridisation (FISH; INFORM™ and PathVysion™) non-amplified; (B) IHC
low positive and FISH (INFORM and PathVysion) non-amplified; (C) IHC medium positive and FISH (INFORM
and PathVysion) amplified; (D) IHC high positive and FISH (INFORM and PathVysion) amplified; (E) IHC medium
positive and FISH (INFORM and PathVysion) non-amplified.
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ern Medical Center at Dallas between August
1998 and January 1999 were submitted for
IHC analysis. In the second step, the specimens
were stratified, based on the IHC assay
determined Her-2/neu protein values, into four
groups: high positive (23 specimens, 27%
total), medium positive (24 specimens, 29%
total), low positive (14 specimens, 17% total),
and negative (23 specimens, 27% total). In an
eVort to control the size of the study, a subset of
52 specimens was selected randomly from each
group for the subsequent two FISH assays.

IHC AND FISH ASSAYS FOR HER-2/NEU STATUS

Table 3 shows the results from all three Her-2/
neu assays. Based on the criteria of the IHC
assay (table 1), the selected 52 specimens con-
tained variable amounts of Her-2/neu protein,
and comprised 13 high positive specimens
(25%), 13 medium positive specimens (25%),
nine low positive specimens (17%), and 17
negative specimens (33%) (fig 1). The percent-
age of Her-2/neu positive specimens, including
high and medium positive specimens, was
50%.

However, subsequent FISH assays of the
same specimens revealed rather diVerent data
for Her-2/neu gene amplification (table 4). Of
the 52 cases, 14 specimens (27%) were positive
for Her-2/neu gene amplification by both
INFORM and PathVysion, 37 specimens
(71%) negative by both INFORM and PathVy-
sion, and one specimen (2%) positive by
INFORM, but negative by PathVysion. The
percentage of cases with Her-2/neu gene
amplification, 27%, is consistent with most
previously published reports. It is also impor-
tant to note that the two FISH assays have a
highly significant association—51 of the 52
cases (98%) gave the same results by both
FISH assays. The only specimen showing disa-
greement between the FISH assays appeared to
be a borderline case, with the raw scores of 1.50
by PathVysion and borderline 4.38 by IN-
FORM.

Interestingly, comparison of the IHC and
FISH assays reveals that FISH (INFORM and
PathVysion) negative cases can be further
divided into three (6% total) IHC high positive
cases, nine (17% total) IHC medium positive
cases, eight (15% total) IHC low positive cases,
and 17 (33%) IHC negative cases (table 3). In
other words, 12 (23% total) of 26 (50% total)

IHC high or medium positive cases showed no
gene amplification by both FISH assays (fig
1E).

STATISTICAL ANALYSES

Statistical analyses first compared any two of
the three assays in a pairwise fashion. All three
pairwise associations by Cramer’s V and ë cal-
culation were found to be significant (table 5).
Although these results indicate that the three
assays are significantly related to one another,
there seems to be a quantitative diVerence
between IHC and the two FISH assays. The
use of ë analysis revealed that the association
between the two FISH assays was three times
higher than the association between IHC and
either one of the two FISH assays, suggesting
that the results of the two FISH assays were
more closely associated with each other than
those of IHC and one of the two FISH assays.

To investigate further the relation between
the three assays, the Cochran Q test was used.
This test revealed that the diVerence among the
three sets of matched assays (IHC, INFORM,
or PathVysion) was significant in grouping 1,
which separated the cases by IHC determined
Her-2/neu protein levels into one subgroup of
high and medium positive and the other
subgroup of low positive and negative. In con-
trast, there was no significant diVerence in
grouping 2, which separated the cases by Her-
2/neu protein levels into one subgroup of high
positive and the other subgroup of medium
positive, low positive, and negative (table 6).
The only variable between groupings 1 and 2
was the Her-2/neu medium positive cases,
which in grouping 1 were in the same subgroup
as the high positives, but in grouping 2 were in
the other subgroup with low positives and
negatives. This analysis highlights the
importance of such Her-2/neu medium posi-
tive cases because grouping 1 resulted in non-
equivalent assessment of Her-2/neu status
across the three assays, whereas grouping 2
resulted in equivalent assessment of Her-2/neu
status.

Discussion
In our study, we evaluated the clinical useful-
ness of three Her-2/neu assays side by side in
52 infiltrating breast carcinoma specimens. To
our knowledge, this is the first study to
compare the IHC assay using the Dako
polyclonal antibody, A0485, with the two FDA
approved FISH assays, INFORM and PathVy-
sion. Statistical analyses of our results revealed
that all three assays are related to each other,
supporting the validity of these tests. However,
we encountered some issues that might have
important implications in future assessment of
Her-2/neu status for the clinical management
of breast cancer, as well as in understanding the
mechanism of Her-2/neu gene expression.

Table 4 Comparison of two fluorescence in situ
hybridisation assays: INFORM™ and PathVysion™

PathVysion

Amplified Non-amplified

INFORM Amplified 14 (27%) 1 (2%)
Non-amplified 0 37 (71%)

Table 5 Statistical comparison of the three Her-2/neu assays in pairs

Pairwise correlation IHC v INFORM™ IHC v PathVysion™
INFORM v
PathVysion

Cramer’s V test (p value) 0.664 (< 0.0001) 0.680 (< 0.0001) 0.955 (< 0.0001)
ë Test (p value) 0.340 (0.005) 0.347 (0.005) 0.935 (< 0.0001)

Table 6 Statistical comparison of the three Her-2/neu
assays as a group

Dichotomised groupings Cochran’s Q p Value

Grouping 1 19.000 <0.001
Grouping 2 0.375 >0.05
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IHC assays are simple and inexpensive to
perform in a clinical laboratory setting. How-
ever, because IHC evaluates the amounts of
Her-2/neu protein in individual cells, there are
many variables that could potentially compli-
cate the interpretation of results. For example,
because Her-2/neu is expressed in normal epi-
thelial cells, there is the problem of background
staining. In addition, because the protein is
unstable, variations in tissue fixation and
processing could aVect the final results of the
assay. Moreover, laboratories use numerous
anti-Her-2/neu antibodies, either polyclonal,
such as the widely used A0485, or monoclonal,
which all have varying sensitivities and
specificities.17 Perhaps the most important fac-
tor is that an arbitrary scoring system needs to
be assigned for Her-2/neu protein levels, which
in reality cover a continuous spectrum. In fact,
diVerent scoring systems have been used. Our
recent pilot study and our current study used
graded values, including high, medium, and
low positive and negative,18 whereas Her-
cepTest used 3+, 2+, 1+, and negative.
However, other studies have used strong
positive (2+), weak positive (1+), and absent
(0),19 or a positive versus negative system,
where “positive” was defined as the relative
diVerence in cytoplasmic membrane staining
between tumour cells and normal epithelial
cells.20 Therefore, it is inevitable that some
interlaboratory discrepancies may exist for at
least some of the cases, especially medium or
low positive ones. This type of inconsistency
could cause diYculties in clinical management,
such as deciding whether to give Herceptin
treatment.

In contrast, FISH assays are a new genetics
based technology and have been used predomi-
nantly in research and cytogenetics laborato-
ries. FISH assays are time consuming and more
expensive because individual cells need to be
evaluated one at a time, unlike IHC, in which
an area of tumour cells is evaluated collectively.
FISH also requires special equipment, such as
a fluorescence microscope, and laboratory per-
sonnel training. However, the FISH assay
might be intrinsically more reproducible and
consistent. DNA is very stable, thus much less
susceptible to variations in tissue fixation
processing. Moreover, because the definition of
positivity is based on distinct signals in a cell,
which represent chromosomal regions contain-
ing the amplified Her-2/neu gene, it is less
arbitrary and subjective than the IHC grading
scale. In our study, the FISH assays, INFORM
and PathVysion, had a concordance of 98%—
identical results were seen in 51 of 52 cases,
with disagreement in only one case (2%). If
such consistency can be reproduced in other
laboratories, FISH assays could prove to be
truly valuable in clinical practice. Of these two
FISH assays, PathVysion has two distinct
advantages over INFORM. One is that the use
of direct probe labelling in PathVysion signifi-
cantly reduces non-specific cellular staining,
which is commonly seen as a result of the indi-
rect labelling used in the INFORM assay. The
other advantage is that PathVysion uses an
internal control probe for the chromosome 17

centromere region to diVerentiate specific
Her-2/neu gene amplification from chromo-
some 17 polysomy (fig 1).

Perhaps the most intriguing finding of our
study was the significantly diVerent results seen
for the IHC and FISH assays. When IHC high
and medium positive cases are considered to
have Her-2/neu overexpression, compatible
with FDA recommended criteria for Herceptin
treatment, 26 of the 52 cases (50% of total) are
found to overexpress this oncoprotein. These
26 cases comprise 13 (25% of total) high posi-
tive cases and 13 (25% total) medium positive
cases, and these results are significantly higher
than 25–30% of Her-2/neu overexpression
cases in many published reports.3–5 In contrast,
only 14 cases (27% of total) showed Her-2/neu
gene amplification by both FISH assays.
Because IHC and FISH assays measure
related, but distinct targets—protein concen-
trations versus gene copies—it is expected that
they might show some disagreement, particu-
larly in cases with high concentrations of the
Her-2/neu protein without concurrent gene
amplification. However, most published re-
ports found this disagreement in less than 10%
of specimens, or in as few as 3% of the Her-2/
neu overexpressing cases.21 Furthermore, sta-
tistical analysis by the Cochran Q test revealed
that the IHC medium positive but FISH nega-
tive cases were the main subgroup contributing
to the disagreement. We cannot rule out the
possibility that these cases truly overexpress
Her-2/neu protein without gene amplification,
because the number of cases is relatively small
and there are no independent definitive assays
to measure Her-2/neu protein concentrations
and gene copies in individual cells. However,
other factors are more likely to have played
crucial roles. As discussed above, the IHC
assay is intrinsically more variable, particularly
in specimen processing and antigen retrieval.
Another possibility is that because FISH assays
use 4 signals in each nucleus as positive for
gene amplification, or a ratio of 2, some of the
cases with low gene amplification might not
have been scored as amplified, thus underesti-
mating gene amplification. Alternatively, polys-
omy 17, with a corresponding increase in
Her2/neu gene copies does not qualify for
Her2/neu gene amplification based on FISH
criteria, but it could still potentially cause
Her2/neu gene overexpression.

Two recent studies highlighted the complex-
ity of using the IHC assay for the assessment of
Her-2/neu status. Both studies used the same
Dako polyclonal anti-Her2 antibody, but
yielded dramatically diVerent results. A study
at the Mayo Clinic showed that 60% of 117
breast cancer cases in a Mayo Clinic intramural
cohort overexpressed Her-2/neu, with values of
2+ or 3+, (similar to medium or high positive
values in our study), and 57% of 1142 breast
cancer cases in an extramural cohort had
values of 2+ or 3+ Her-2/neu.22 These results
are comparable with 50% of high and medium
positive cases in our study. In the same Mayo
Clinic study, the Dako HercepTest kit contain-
ing the same A0485 antibody detected a simi-
lar high percentage of Her2/neu overexpres-
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sion, whereas a diVerent monoclonal anti-Her2
antibody, CB11, detected only 26% of the
cases overexpressing Her-2/neu, thus suggest-
ing that the specificity of the primary antibody
might be a key factor. Independently, Jacobs et
al reported rather diVerent results in a
comparison study of the IHC assay using the
Dako A0485 antibody and the INFORM
FISH assay.23 In the study of 100 consecutive
invasive breast cancers, 23% and 26% of the
interpretable cases showed Her-2/neu protein
overexpression and Her-2/neu gene amplifica-
tion, respectively, with 91% concordance.
However, the study used a novel scoring system
for the IHC assay, as reported previously20; that
is, a 0 to 4+ scale that defined cases as overex-
pressing the Her-2/neu protein if the specimen
showed an absolute score of 3+ to 4+ in
tumour cells or if the diVerence between the
score of the tumour cells and the score of the
surrounding normal epithelial cells was 2+ or
greater. This 0 to 4+ scale is diVerent from the
0 to 3+ scale used in the evaluation of eligibil-
ity for Herceptin treatment, which is recom-
mended by the manufacturer of A0495, Dako
Corporation. It appears that such subtraction is
useful only when there is a problem with back-
ground staining, although this report did not
specifically discuss how many cases were
subjected to subtraction.

Another important, albeit controversial, fac-
tor with regard to the choice of assay for the
evaluation of Her-2/neu status is the cost for
each assay. IHC using a commercially available
antibody, such as Dako A0485, is probably the
least expensive test; IHC in a kit form, such as
the Dako HercepTest, is in the middle range;
and FISH assays are more expensive. Although
the cost should be a long term concern, the
most important task for the laboratory service
is to provide consistent and reliable infor-
mation on Her-2/neu status. When taking into
account the rapidly increasing importance of
such molecular biomarkers as the Her-2/neu
oncogene/oncoprotein, the related high cost of
Herceptin or other treatments, and the poten-
tial clinical benefits, the cost diVerential
between Her-2/neu assays23 should not be an
important factor, especially at the current stage
when the clinical application and correlation of
these assays is just beginning to be evaluated
extensively. In fact, our experience showed that
with good initial training and additional equip-
ment, a pathology laboratory could perform
FISH assays very eYciently and reliably.

In summary, our study evaluated the clinical
usefulness of the three Her-2/neu assays. In
agreement with other reports,21–23 we con-
firmed the validity of these assays, but also
demonstrated that numerous factors might
aVect the final results. It is evident that the
assessment of Her-2/neu status should use
widely available reagents and a standardised
scoring system to ensure accuracy of measure-
ment and interlaboratory consistency. In addi-
tion, clinical correlation is crucially needed
with regard to which assay provides best prog-
nostic and predictive value. Because these
assays evaluate Her-2/neu status by measuring
distinct, but related, targets and the FDA has

approved these assays for diVerent clinical
applications, we believe the best approach at
the present time is to divide the evaluation of
Her-2/neu status into two steps. In the first
step, IHC with Dako A0485 antibody is used
as an initial triage assay. In the second step,
PathVysion FISH assay is used to analyse the
IHC high or medium positive cases so that
corroboration between IHC and FISH may be
achieved. While the Her-2/neu assays are being
perfected, such a combinatorial strategy should
provide comprehensive and valuable infor-
mation on both Her-2/neu protein concentra-
tions and gene amplification to help clinicians
make crucial management decisions.

Note added in proof: Some recent studies of
breast cancer specimens also showed a high
percentage of 2+ IHC staining for Her-2/neu
protein using Dako’s Hercep Test24 or Dako’s
polyclonal antibody and some other
antibodies.25
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