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TECHNICAL METHODS

Cleaning the Apparatus
After each series of examinations the reaction chamber

is cleaned with a 1%0 solution of triethanolamine stained
with phenol red; this is followed by lactic acid water.
When the mercury becomes dirty and begins to form

little balls in the reaction chamber I to 2 ml. of 200,,
ferricyanide solution is introduced into the reaction
chamber and shaken well. Lactic acid and water follow
as above.

Improvements
In a later model of the apparatus we introduced a

magnetic stirrer,* which permitted vigorous mixing
of the contents of the reaction chamber without the
need of manual shaking. A twisted piece of stainless
steel wire was enclosed in the reaction chamber and set
into violent motion by means of a vibrator.

Summary
The apparatus described permits accurate determina-

tion of the CO2 content of 0.05 ml. and 0.1 ml. samples
of plasma. The calibration of the apparatus is so as to
permit direct reading of the results from Van Slyke's
nomogram.
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Sixth International Blood Transfusion Congress and
Sixth Intemational Hematology Congress

This meeting will be held from Monday, September 3,
to Wednesday, September 5, 1956, in Boston, Mass. The
Sixth International Hematology Congress will meet
from Monday, August 27, until Saturday, September 1,
1956. Joint programmes are planned for September 1
and 3. All meetings will be held at the Hotel Somerset,
Boston, Mass.

International European Congress on Clinical
Chemistry

The Second International European Congress on
Clinical Chemistry will take place in Stockholm,
Sweden, from August 19 to 23, 1957. Free papers
will be read, but some topics will be reviewed by
invited specialists. The Congress will be combined
with an international exhibition of laboratory instru-
ments.

Organizing committee: Bertil Josephson, chairman,
St. Erik's Hospital, Stockholm; Kjell Agner, general
Secretary, Serafimer Hospital, Stockholm; Bo Nor-
berg, treasurer, Sabbatsberg's Hospital, Stockholm;
Ingemar Jungner, exhibition manager, Epidemiologic
Hospital, Stockholm. The address of the Congress
is Box 12024, Stockholm 12.

European Society of Haematology
The sixth congress will be held in Copenhagen from

Sunday, August 26, to Friday, August 31, 1957. Enquiries
should be sent to Dr. A. Videbaek, Blegdamsvej 11,
Copenhagen 0, Denmark.

* Messrs. Thonlas and Co. are now marketing the normal Van
Slyke apparatus with a magnetic vibrator.

The Improved Determination of Iron in Serum

P. TRINDER
Froml the Biochemistry Department. Central LaboratorY,

Roj al Ibfirnmary, Sunderland, Co. Durhanm

(RFCFIVED FOR PUBLICATION JUNE 9, 1955)

Three main difficulties are encountered in the colori-
metric determination of iron in serum as follows.

(1) Owing to the minute amount of iron present, a
large sample of serum must be used and, even so, the
sensitivity of most of the available methods is low.
UJsing 22' dipyridyl, 1: 10 phenanthroline, thiocyanate,
or thioglycollic acid to develop the colour, it is usual to
obtain an optical density of 0.03 to 0.04 on analysing a
sample containing 100 S±g. of iron'l00 ml. using a final
dilution of I in 4 and employing 10 mm. cells and the
most favourable wavelength or filter. The range of optical
densities between which the relative error is least is
0.2 to 0.7 (Archibald, 1950), and below an optical density
of 0.1 the relative error increases rapidly. Recently
4: 7 diphenyl 1: 10 phenanthroline has been used for
the determination of iron in serum (Peterson, 1953).
This reagent gives a red colour with ferrous iron, having
an optical density two to three times as great as that
obtained using conventional reagents, and the iron com-
plex is insoluble in water and can be extracted and con-
centrated from an aqueous medium by means of amyl
alcohol or hexanol. Some of the reagents used in the
determination can be rendered iron-free by preliminary
extraction with this colour reagent. These advantages
are offset by the tedium of extraction, which introduces
an extra stage in an analysis which is already sufficiently
complicated.

(2) It is difficult to determine whether all the iron
has been extracted from the serum by the method of
protein precipitation used. Even if all the iron added to
serum is recovered, this does not prove that the iron
originally present is being extracted completely.

(3) Iron present as haemoglobin may be released
during the analysis and give false high values, particu-
larly in methods which employ wet digestion or ashing
to remove protein.
The object of the present investigation was to devise a

reagent which would be as sensitive as 4: 7 diphenyl
1: 10 phenanthroline, but which would give a water-
soluble colour with iron.

Experimental
The substance 4 : 7 diphenyl 1: 10 phenanthroline is a

very stable solid, insoluble in water, and should be
capable of sulphonation without destroying its structure.
Attempts at sulphonation were made, first with sulphuric
acid and then with fuming sulphuric acid. Both attempts
were partially successful, but the resulting derivatives,
though giving an intense red with ferrous iron, were
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