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SUMMARY The reproducibility of the DNA index ofparaffin wax sections from 44 follicular tumours
ofthe thyroid (18 follicular adenomas and 26 follicular carcinomas), which had been assessed by flow
cytometry was analysed in two laboratories, using consecutive sections of the same specimens and
two different commercially available flow cytometers. Two slightly different cell preparation and
staining techniques were used in the two laboratories. Using strictly defined criteria the histograms
were classified blind as diploid, peritetraploid, aneuploid, or inadequate and insufficient by two
independent investigators. Both the concordance between the two different flow cytometers and the
agreement of duplicate assessments within the same flow cytometers were assessed. The mean
coefficient of variation of the GO/GI peak of the diploid tumours in the PARTEC flow cytometer was
5 5 (range 2 3-9 8) and in the FACS flow cytometer 5-2 (range 3 7-8 3); this difference was not
significant. There was concordance ofclassification between the two laboratories in 35 of 36 cases. In
25 cases (18 diploid, seven aneuploid) the intralaboratory variation showed a 100% concordance in
histogram classification.

It is concluded that flow cytometer DNA index assessment of follicular tumours of the thyroid is
reproducible and can be used to evaluate the discriminating and prognostic value of this feature.

There is some evidence to suggest that in thyroid
tumours there is a correlation between nuclear DNA
content and biological behaviour.'" The DNA index
may allow a distinction to be made between clinically
indolent tumours and aggressive carcinomas by the
degree of ploidy abnormality.5 Diploid malignant
tumours are generally associated with a better prog-
nosis than aneuploid ones.6" Nevertheless, the diag-
nostic and prognostic value of DNA cytometric
measurements is still controversial. Malignant thyroid
tumours with aDNA content in the diploid range have
been observed, and, in fact, diploid malignant
tumours can be as invasive and metastatic as aneu-
ploid ones.6" On the other hand, aneuploidy has been
reported in benign thyroid lesions8 and to explain this
it has been suggested that adenomas with aneuploidy
might be in malignant transformation.8 Another
explanation for these conflicting data could be that the
flow cytometric assessments of nuclear DNA content
are not always perfectly reproducible, either as a result
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of differences in sampling,5 cell preparations, equip-
ment used, or histogram classifications.
The lack ofmethodological studies and the possible

discrepancies in results6 required a closer analysis of
the reproducibility of flow cytometnc measurements
ofDNA content for tumours of the thyroid.

Material and methods

Tissue specimens from 18 follicular adenomas and 26
follicular carcinomas were analysed by two observers
on two different flow cytometers. Neither the tech-
nicians who performed the flow cytometer
measurements nor the pathologists classifying the
DNA histograms were aware of the histopathological
diagnosis and the results of flow cytometric
measurements in the other laboratory. Furthermore,
from 25 patients two samples of the same tumour
section were processed and analysed independently on
the FACS flow cytometer. The results were statis-
tically analysed and compared.

All 44 patients had undergone surgery for thyroid
tumours between 1975 and 1985. Tissues were samples
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and fixed in 4-5% buffered formalin because many
quantitative microscopic features remain stable at that
concentration.9"0 Histopathological diagnoses were
made on sections from paraffin wax blocks that
contained the worst differentiated areas ofthe tumour.
The sections were stained with haematoxylin and
eosin. Consecutive thick (50 or 30,pm) and 5 gm
sections were cut. Flow cytometric analyses were done
on the thick sections and the 5 pm stained slides served
to control the tumour cell content ofthe thick sections.
The flow cytometric samples were analysed in two

laboratories using different (mercury lamp) flow
cytometers (PAS-II flow cytometer, PARTEC Ins-
truments, Arlesheim, Switzerland, and FACS-
analyser, Becton Dickinson, Heidelberg, West Ger-
many). In one laboratory RNAse treatment was used
to ensure that the propidium iodide (50 mg/ml) stain-
ing was specific for DNA; the other laboratory used
DAPI because of the colour specificity of the DNA
staining.

In the first laboratory (Institute of Pathology, Free
University, Amsterdam) the nuclei suspensions were
made from 50 pm sections according to a method
described by Hedley et al.' The sections were cen-
trifuged in 10 ml tubes and dewaxed in 6 ml xylene for
15 minutes at room temperature. Rehydration was
performed in an ethanol sequence of 100%, 96%, 70%
and 50% (10 minutes for each step). Inbetween
centrifugation and decantation of the supernatant
were done. The cells were then washed in 5 ml
phosphate buffered saline (PBS), pH 7-4. Three ml of
0-05% protease (Sigma Chemical Company, Saint
Louis, ISA; P-5255 10 U/mg, type 7) was added and
the tubes were incubated for 30 minutes at 37°C, with
intermittent vortex mixing. The reaction was stopped
with 6 ml ice-cold PBS and washed again. Mechanical
dispersion was performed with a capillary pipette;
filtration of the sample occurred through a 50 pm
nylon gauze. Finally, 2 ml of0-02% 4', 6 diamidino-2-
phenyl-indole dihydrochlorider (DAPI, Sigma, D-
1388, 100 mg) was added to the nuclei (residue) and
further dispersion into a single nuclei suspension was
obtained with a spinal needle (Becton Dickinson,
Heidelberg, West Germany; 20 G 3 5). All samples
were analysed within three hours ofDAPI staining on
the PARTEC flow cytometer.

In the other laboratory (Department of Pathology,
SSDZ, Delft) two 30 pm sections were deparaffinised
twice in xylene for two hours, rehydrated in a sequence
of 100%, 95%, 70% and 50% of ethanol for 10
minutes each. The material was washed twice in PBS,
resuspended in 1 ml 0 5% pepsin in 0 9% saline (pH
1-5 with 2N hydrochloric acid), incubated for one hour
at 37°C with intermittent vigourous vortexing. The
nuclein were then filtered through a nylon mesh
(40 pm), centrifuged for five minutes at 400 x g and

the pellet resuspended twice in PBS and centrifuged
for five minutes at 400 x g. The cells were stained with
propidium iodine (50 ug/ml), and RNAse (0.25 mg/
ml) was added. After 10 minutes of incubation at 37°C
100 p1 0-9% saline was added and the samples vor-
texed. The material was measured within three hours
on the FACS analyser.
Unaware of the initial histological diagnosis, two

independent investigators (TT and JL) classified the
histograms using the following criteria. According to
Hedley et al" and Tribukait'2 the assumption was
made that the left (first) peak belonged to diploid cells
(GO/G,). These cells were either diploid tumour cells,
normal thyroid cells, or fibroblasts. Therefore, a
diploid tumour showed only one GO/G, peak in the
expected range. Peritetraploid tumours had a G2/M
peak more than 10% of the height of the GO/G, peak
and showed a clear tail at the right of the G2/M peak.
Aneuploid tumours, however, showed an additional
peak. Tumours were classified as multiploid when
there was more than one aneuploid peak.
The coefficient of variation (CV) was defined as the

ratio ofthe halfwidth (2 x standard deviation) at 61%
of the height of the GO/G, peak to the value of the Go/
G, peak on the abscissa. The CV of the G, peak in all
the measured samples ranged from 2-3 to 13 3% (mean
6-1).

Statistical analyses included single data description
and frequency distribution.'3 Agreement was assessed
with the weighted K statistic.

Results

The cv of the GO/G, peak of the diploid tumours was
5.5 (mean) with a range of 2-3-9-8 on the PARTEC
and 5-2 (mean) with a range of 3-7-8-3 on the FACS
flow cytometer. This difference was not significant. In
the interlaboratory study of 44 follicular tumours of
the thyroid, eight histograms of the same tumours
were inadequate (CV of > 10) or insufficient for
evaluation in both laboratories. Of the remaining 36,
an agreement in classification was present in 33
patients ofwhich 25 were diploid, three were peritetra-
ploid, and five were aneuploid (according to the
classification of the first laboratory). Three cases were
classified differently. Of these histograms, in two cases
discrepancy was based at review on errors in inter-
pretation ofthe histograms ofthe FACS analyser. One
FACS histogram was erroneously classified as diploid
but was in fact peritetraploid (fig 1), and one other
"diploid" FACS histogram was in fact an aneuploid
tumour (fig 2). One, classified as peritetrapoloid on the
PARTEC (DNA = 1 99; CV = 8 9), was aneuploid
on the FACS (DNA = 1-75; CV = 4-6) (fig 3).
The results of the 36 samples are summarised in
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Fig 1 Peritetraploid histogram erroneously classified as
diploid.
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Fig 2 Aneuploid tumour misclassified as diploid.

Fig 3
(DNA
(DNA

True difference: aneuploid tumour on FACS
= 1 75; CV = 4 6) andperitetraploid on PARTEC
= 1-99; CV = 8-9).

table I (overall agreement 33/36 = 91%, weighted K
084). Thus both measurements of two different
observers on two different instruments were perfectly
reproducible. In the intralaboratory reproducibility
study 18 of the 25 random samples were regarded as
diploid and seven as aneuploid in both measurements.
The results are shown in table 2 (classification concor-
dance 100%).

Discussion

Both inter- and intralaboratory results show a strong
concordance (inter 91%, intra 100%). Differences
included one peritetraploid and one aneuploid tumour
on the PARTEC which were classified as diploid due

Table 1 Interlaboratory variationflow cytometry DNA index
on 36 randomisedsamples offollicular tumours ofthyroid using
FACS andPARTECflow cytometers

FACS

PARTEC Diploid Tetraploid Aneuploid Total

Diploid 25 25
Tetraploid 1 3 1 5
Aneuploid 1 5 6
Total 27 3 6 36

Weighted K statistic 0-84 (range: 0-65-1-00).
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Table 2 Interlaboratory variation DNA index on 25 ran-
domised samples offollicular tumours of thyroid using FACS
flow cytometer

Measurement I

Measurement 2 Diploid Tetraploid Aneuploid Total

Diploid 18 0 18
Tetraploid
Aneuploid 0 7 7
Total 18 7 25

to errors in interpretation of the histograms obtained
with the FACS analyser. This failure was partly caused
by a minimal difference in the percentage ofcells in the
G2M peak. Furthermore, the observers found the
histograms produced by the PARTEC flow cytometer
easier to interpret. Despite selected and objective
criteria used the true interpretation of histograms of
the same samples on two different analysers remains a
problem. More objective classification rules should be
outlined.
The other case remained a "true" discrepancy

(aneuploidy on the FACS classified as peritetraploidy
on the PARTEC). Sampling differences were the most
likely cause. The CV of the GO/G, peaks in the two
histograms obtained with both flow cytometers (PAR-
TEC 8&9; FACS 4 6), however, support the need for
further refinement of the interpretation "rules".

In conclusion, we feel that the concordances in
measurements of DNA content between the two
laboratories is acceptably high, although there is a
need for more objective criteria for histogram
analyses. Furthermore, multicentre studies should be
encouraged by the possibility of using different and
compatible "methods". Evaluation of the diagnostic
and prognostic importance of DNA content in
follicular tumours of the thyroids which have been
assessed by flow cytometry is currently being under-
taken.

References

1 Backdahl M, Auer G, Forsslund G, et al. Prognostic value of
nuclear DNA content in follicular thyroid tumors. Acta Chir
Scand 1986;152:1-7.

2 Christov K. Flow-cytometric DNA measurements in human
thyroid tumors. Virchows Arch (Cell Pathol) 1986;51:255-63.

3 Cohn K, Backdahl M, Forsslund G, et al. Prognostic value of
nuclear DNA content in papillary thyroid carcinoma. World J
Surg 1984;8:474-80.

4 Tangen KO, Lindmo T, Sobrinho-Simoes M. The fine structure of
follicular thyroid adenomas. Am JClin Pathol 1982;78:299-310.

5 Kraemer BB, Srigley JR, Batsakis JG, et al. DNA Flow-cytometry
of thyroid neoplasms. Arch Otolaryngol 1985;11:34-8.

6 Greenebaum E, Koss LG, Elequin F, Silver CE. The diagnosis
value of flow-cytometry DNA measurements in follicular
tumors of the thyroid gland. Cancer 1985;56:2011-18.

7 Johannessen JV, Sobrinho-Simoes M, Tangen KO, Lindmo T.
The diagnostic value offlow-cytometric DNA-measurements in
selected disorders of the human thyroid. Am J Clin Pathol
1982;77:20-5.

8 Lukacs GL, Balazs GY, SZ-Nagy I. Cytofluorimetric
measurements on the DNA content of tumor cells in human
thyroid gland. J Cancer Res Clin Oncol 1979;95:265-71.

9 Thunissen EBJM, Baak JPA, Diegenbach PC. Fixation induced
variations in quantitative nuclear image features in sections.
Acta Histochem 1981;68:218-26.

10 Velthuis PJ, Baak JPA, Diegenbach PC, Oort J, Donner R,
Thunissen FBJM. The influence of variations in tissue process-
ing on quantitative nuclear image features. In: Chermant JL, ed.
Quantitative analysis of microstructures in medicine. Stuttgart:
Riederer, 1978:33541.

11 HedleyDW, FriedlanderML, Taylor IW, RugCA, Musgrove EA.
Method for analysis of cellular DNA-content of paraffin
embedded pathological material using flow cytometry. J Histo-
chem Cytochem 1983;31:1333-5.

12 Tribukait B. Flow cytometry in surgical pathology and cytology of
tumours ofthe genito-urinary tract. In: Koss LG, Coleman DV,
eds. Advances in clinical cytology. Vol 2. New York: Masson,
1984:163-89.

13 Dixon WJ, Brown MB, Engelman L, et al. BMDP statistical
software. Berkley: University of California Press, 1983.

Requests for reprints to: J PA Baak, Professor of Pathology,
Institute of Pathology, Free University Hospital, De
Boelelaan 1117, 1007 MB Amsterdam, The Netherlands.  on M

ay 22, 2023 by guest. P
rotected by copyright.

http://jcp.bm
j.com

/
J C

lin P
athol: first published as 10.1136/jcp.42.3.260 on 1 M

arch 1989. D
ow

nloaded from
 

http://jcp.bmj.com/

