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ABSTRACT
Background Serological tests are widely used 
in various medical disciplines for diagnostic and 
monitoring purposes. Unfortunately, the sensitivity and 
specificity of test systems are often poor, leaving room 
for false- positive and false- negative results. However, 
conventional methods were used to increase specificity 
and decrease sensitivity and vice versa. Using SARS- 
CoV- 2 serology as an example, we propose here a novel 
testing strategy: the ’sensitivity improved two- test’ or 
’SIT²’ algorithm.
Methods SIT² involves confirmatory retesting of 
samples with results falling in a predefined retesting 
zone of an initial screening test, with adjusted cut- offs 
to increase sensitivity. We verified and compared the 
performance of SIT² to single tests and orthogonal 
testing (OTA) in an Austrian cohort (1117 negative, 
64 post- COVID- positive samples) and validated the 
algorithm in an independent British cohort (976 
negatives and 536 positives).
Results The specificity of SIT² was superior to 
single tests and non- inferior to OTA. The sensitivity 
was maintained or even improved using SIT² when 
compared with single tests or OTA. SIT² allowed correct 
identification of infected individuals even when a live 
virus neutralisation assay could not detect antibodies. 
Compared with single testing or OTA, SIT² significantly 
reduced total test errors to 0.46% (0.24–0.65) or 1.60% 
(0.94–2.38) at both 5% or 20% seroprevalence.
Conclusion For SARS- CoV- 2 serology, SIT² proved 
to be the best diagnostic choice at both 5% and 20% 
seroprevalence in all tested scenarios. It is an easy to 
apply algorithm and can potentially be helpful for the 
serology of other infectious diseases.

INTRODUCTION
Serological tests are commonly used diagnostic 
tools in a broad medical field, spanning from infec-
tiology1 2 to autoimmunity,3 4 oncology5 and trans-
plantation medicine.6 They also play a critical role 
in animal disease surveillance.7 However, many 
serological tests come with acceptable but imperfect 
sensitivities and specificities. Tests with specificities 
slightly above 90% are considered good8 or even 

WHAT IS ALREADY KNOWN ON THIS TOPIC
 ⇒ Serological tests are widely used throughout 
medical disciplines. When a serological assay is 
to be established, usually a threshold is defined 
above or below which a result is considered 
indicative of a certain medical condition. 
This cut- off comes with a distinct sensitivity 
and specificity. Sensitivity and specificity are 
communicating vessels—increasing one comes 
at the cost of the other. Common orthogonal 
testing algorithms concentrate on confirming 
positive cases, thereby increasing specificity, but 
decreasing sensitivity.

WHAT THIS STUDY ADDS
 ⇒ Here, we propose a novel orthogonal test 
algorithm applying serological assays with 
adjusted cut- offs. The reduction of the 
thresholds for positivity in both the screening 
and confirmation tests as well as the additional 
introduction of a high cut- off in the screening 
test, above which no further confirmation 
is required, allow to increase the specificity 
without compromising the sensitivity. This 
alorithm, which we termed ‘sensitivity- improved 
two- test, SIT²’, was derived in an Austrian 
cohort using five different SARS- CoV- 2 antibody 
tests and validated in an independent UK 
cohort.

HOW THIS STUDY MIGHT AFFECT RESEARCH, 
PRACTICE OR POLICY

 ⇒ This paper clearly shows that, in the case of 
SARS- CoV- 2 serology, the use of two randomly 
chosen test systems allowed for increasing 
test specificity without impairing its sensitivity. 
This is of specific interest, when an ongoing 
pandemic leads to waning antibody levels—in 
this case, sensitivities should not be further 
impaired. Furthermore, we are confident that 
the principle of SIT² is universally applicable 
and that this algorithm could also be used 
with serological assays other than those for 
SARS- CoV- 2.

 on M
ay 22, 2023 by guest. P

rotected by copyright.
http://jcp.bm

j.com
/

J C
lin P

athol: first published as 10.1136/jcp-2022-208171 on 30 A
ugust 2022. D

ow
nloaded from

 
 on M

ay 22, 2023 by guest. P
rotected by copyright.

http://jcp.bm
j.com

/
J C

lin P
athol: first published as 10.1136/jcp-2022-208171 on 30 A

ugust 2022. D
ow

nloaded from
 

 on M
ay 22, 2023 by guest. P

rotected by copyright.
http://jcp.bm

j.com
/

J C
lin P

athol: first published as 10.1136/jcp-2022-208171 on 30 A
ugust 2022. D

ow
nloaded from

 
 on M

ay 22, 2023 by guest. P
rotected by copyright.

http://jcp.bm
j.com

/
J C

lin P
athol: first published as 10.1136/jcp-2022-208171 on 30 A

ugust 2022. D
ow

nloaded from
 

 on M
ay 22, 2023 by guest. P

rotected by copyright.
http://jcp.bm

j.com
/

J C
lin P

athol: first published as 10.1136/jcp-2022-208171 on 30 A
ugust 2022. D

ow
nloaded from

 
 on M

ay 22, 2023 by guest. P
rotected by copyright.

http://jcp.bm
j.com

/
J C

lin P
athol: first published as 10.1136/jcp-2022-208171 on 30 A

ugust 2022. D
ow

nloaded from
 

 on M
ay 22, 2023 by guest. P

rotected by copyright.
http://jcp.bm

j.com
/

J C
lin P

athol: first published as 10.1136/jcp-2022-208171 on 30 A
ugust 2022. D

ow
nloaded from

 
 on M

ay 22, 2023 by guest. P
rotected by copyright.

http://jcp.bm
j.com

/
J C

lin P
athol: first published as 10.1136/jcp-2022-208171 on 30 A

ugust 2022. D
ow

nloaded from
 

 on M
ay 22, 2023 by guest. P

rotected by copyright.
http://jcp.bm

j.com
/

J C
lin P

athol: first published as 10.1136/jcp-2022-208171 on 30 A
ugust 2022. D

ow
nloaded from

 
 on M

ay 22, 2023 by guest. P
rotected by copyright.

http://jcp.bm
j.com

/
J C

lin P
athol: first published as 10.1136/jcp-2022-208171 on 30 A

ugust 2022. D
ow

nloaded from
 

 on M
ay 22, 2023 by guest. P

rotected by copyright.
http://jcp.bm

j.com
/

J C
lin P

athol: first published as 10.1136/jcp-2022-208171 on 30 A
ugust 2022. D

ow
nloaded from

 
 on M

ay 22, 2023 by guest. P
rotected by copyright.

http://jcp.bm
j.com

/
J C

lin P
athol: first published as 10.1136/jcp-2022-208171 on 30 A

ugust 2022. D
ow

nloaded from
 

http://www.pathologists.org.uk/
http://jcp.bmj.com/
http://orcid.org/0000-0002-4508-7969
http://orcid.org/0000-0003-4605-2503
http://dx.doi.org/10.1136/jcp-2022-208171
http://dx.doi.org/10.1136/jcp-2022-208171
http://dx.doi.org/10.1136/jcp-2022-208171
http://crossmark.crossref.org/dialog/?doi=10.1136/jclinpath-2022-208171&domain=pdf&date_stamp=2022-08-30
http://jcp.bmj.com/
http://jcp.bmj.com/
http://jcp.bmj.com/
http://jcp.bmj.com/
http://jcp.bmj.com/
http://jcp.bmj.com/
http://jcp.bmj.com/
http://jcp.bmj.com/
http://jcp.bmj.com/
http://jcp.bmj.com/
http://jcp.bmj.com/
http://jcp.bmj.com/


2 Perkmann T, et al. J Clin Pathol 2022;0:1–8. doi:10.1136/jclinpath-2022-208171

Original research

highly specific.5 However, at low seroprevalence rates, every 
single per cent counts: if the frequency of a given disease in the 
tested population is only 5%, a specificity of 90% would mean 
that—even at a sensitivity of 100%–5 true positives would be 
matched by 10 false positives. Thus, the probability of an indi-
vidual with a positive test (positive predictive value, PPV) to be 
a true positive would be only 33%.

During the early phase of the SARS- CoV- 2 pandemic, sero-
prevalences were far below 1%.9 Therefore, highly specific test 
systems were necessary (>99.5%) to provide good PPVs.10 Sensi-
tivity and specificity can be seen as communicating vessels—the 
improvement of one is usually at the expense of the other.11 
Consequently, test systems adjusted by the manufacturers to 
very high specificities (>99%) showed moderate sensitivity. This 
problem was particularly evident when non- hospitalised patients 
were included in the cohorts studied.12–14 To further increase 
specificity at very low seroprevalence levels, various methods 
have been proposed, for example, raising the thresholds for 
positivity or confirming a positive result with a second test 
(OTA; orthogonal testing).11 15 16 Unfortunately, these specificity 
improvement strategies inevitably lead to a further reduction of 
the previously moderate sensitivities.

As the pandemic progressed, the problem became more 
pronounced as antibodies declined, and sophisticated statistical 
models were required to compensate for the waning sensitivity.17 
In the case of SARS- CoV- 2, as with any evolving pandemic, 
increasing seroprevalence rates worldwide have attenuated the 
need for higher specificity.

However, the problem persists in non- epidemic diseases, 
where seroprevalence remains low. Moreover, each new 
pandemic begins with extremely low seroprevalence rates as 
well, and, in the future, we should have better diagnostic strate-
gies in infectious serology ready here.

In the present work, we propose for the first time an orthog-
onal test algorithm based on real- life data for the SARS- CoV- 2 
antibody tests of Roche, Abbott, DiaSorin, and two commercial 
SARS- CoV- 2 ELISAs18 intending to maximise both specificity 
and sensitivity at the same time. Although our algorithm follows 
a general principle, it was developed based on SARS- CoV- 2 
antibody tests. The SARS- CoV- 2 pandemic provided a unique 
opportunity in this regard, as historical samples from before 
the pandemic are negative by definition (thus allowing accu-
rate specificity testing). In addition, sufficient PCR- confirmed 
positive cases were available quickly, ensuring a sophisticated 
and reliable sensitivity verification. Thus, for SARS- CoV- 2—in 
contrast to most other circulating microorganisms—a realistic 
and unusually accurate estimation of specificities and sensitiv-
ities of serological tests was possible. We benefited from this 
advantage to develop our sophisticated diagnostic algorithm.

METHODS
Study design and cohorts
Sera used in this non- blinded prospective cross- sectional study 
were either residual clinical specimens or samples stored in the 
MedUni Wien Biobank (n=1181), a facility specialised in the 
preservation and storage of human biomaterial, which operates 
within a certified quality management system (ISO 9001:2015).19

For derivation of the SIT2 algorithm, sample sets from indi-
viduals known to be negative and positive were established for 
testing. As previously described,20 samples collected before 1 
January 2020 (ie, assumed SARS- CoV- 2 negative) were used as 
a specificity cohort (n=1117): a cross- section of the Viennese 
population (the LEAD (Lung, hEart, sociAl, boDy) study),21 

preselected for samples collected between November and 
April to enrich for seasonal infections (n=494); a collection of 
healthy voluntary donors (n=265); a disease- specific collection 
of samples from patients with rheumatic diseases (n=358) (see 
also online supplemental tables S1 and S2).

The SARS- CoV- 2- positive cohort (n=64 samples from n=64 
individuals) included patients testing positive with reverse tran-
scription PCR (RT- PCR) during the first wave and their close, 
symptomatic contacts. Of this cohort, five individuals were 
asymptomatic, 42 had mild–moderate symptoms, 4 reported 
severe symptoms and 13 were admitted to the intensive care 
unit. The timing of symptom onset was determined by a ques-
tionnaire for convalescent donors and by reviewing individual 
health records for patients and was in median 41 (26, 25–49) 
days. For asymptomatic donors (n=5), SARS- CoV- 2 RT- PCR 
confirmation time was used instead (for more details, see online 
supplemental tables S1 and S3). All included participants gave 
written informed consent to donate their samples for research 
purposes. The overall evaluation plan conformed with the Decla-
ration of Helsinki as well as relevant regulatory requirements.

For validation of the SIT² algorithm, we used data from an 
independent UK cohort,22 including 1512 serum/plasma samples 
(536 PCR- confirmed SARS- CoV- 2- positive cases; 976 negative 
cases, collected earlier than 2017).

Antibody testing
For the derivation analyses, SARS- CoV- 2 antibodies were 
either measured according to the manufacturers’ instructions 
on three different commercially available automated platforms 
(Roche Elecsys SARS- CoV- 2 (total antibody assay detecting IgG, 
IgM and IgA antibodies against the viral nucleocapsid, further 
referred to as Roche NC), Abbott SARS- CoV- 2- IgG assay (nucle-
ocapsid IgG assay, Abbott NC), DiaSorin LIASION SARS- CoV- 2 
S1/S2 assay (S1/S2 combination antigen IgG assay, DiaSorin S1/
S2)) or using 96- well ELISAs (Technoclone Technozym RBD 
and Technozym NP) yielding quantitative results18 (for details, 
see online supplemental methods). The antibody assays used in 
the validation cohort were Abbott NC, DiaSorin S1/S2, Roche 
NC, Siemens RBD total antibody, and a novel 384- well trimeric 
spike protein ELISA (Oxford Immunoassay),22 resulting in 20 
evaluable combinations. All samples from the Austrian SARS- 
CoV- 2- positive cohort also underwent live virus neutralisation 
testing (VNT), and neutralisation titres (NT) were calculated, as 
is described in detail in online supplemental methods.

Sensitivity-improved two-test method
Our newly developed sensitivity- improved two- test (SIT²) 
method consists of the following key components: (1) sensitivity 
improvement by cut- off modification and (2) specificity rescue 
by a second, confirmatory test (figure 1A).

For the first component of the SIT² algorithm, positivity 
thresholds were optimised for sensitivity according to the first 
published alternative thresholds for the respective assays, calcu-
lated, for example, by ROC (receiver operating characteristic)- 
analysis.23–25 Additionally, a high cut- off, above which a result 
can be reliably regarded as true positive without the need for 
further confirmation, was defined. These levels were based on 
in- house observations20 and represent those values (including a 
safety margin) above which no more false positives were found. 
The highest results seen in false positives were 1.800 COI, 2.86 
Index and 104.0 AU/mL, respectively. Hence, we defined the 
high cut- off for Roche and Abbott as 3.00 COI/Index and for 
DiaSorin as 150.0 AU/mL. The lowering of positivity thresholds 

 on M
ay 22, 2023 by guest. P

rotected by copyright.
http://jcp.bm

j.com
/

J C
lin P

athol: first published as 10.1136/jcp-2022-208171 on 30 A
ugust 2022. D

ow
nloaded from

 

https://dx.doi.org/10.1136/jclinpath-2022-208171
https://dx.doi.org/10.1136/jclinpath-2022-208171
https://dx.doi.org/10.1136/jclinpath-2022-208171
https://dx.doi.org/10.1136/jclinpath-2022-208171
https://dx.doi.org/10.1136/jclinpath-2022-208171
http://jcp.bmj.com/


3Perkmann T, et al. J Clin Pathol 2022;0:1–8. doi:10.1136/jclinpath-2022-208171

Original research

improves sensitivity; the high cut- off prevents unnecessary 
retesting of clearly positive samples. Moreover, the high cut- off 
avoids possible erroneous exclusion by the confirmatory test. 
The newly defined interval between the reduced threshold for 
positivity and the high cut- off is the retesting zone (figure 1A). 
The initial antibody test (screening test) is then followed by a 
confirmatory test, whereby positive samples from the retesting 
zone of the screening test are retested. Also, for the confir-
matory test, sensitivity- adapted assay thresholds are needed 
(figure 1A,B). As false- positive samples are usually only positive 
in one test system (Fig. S1), false positives can be identified, and 
specificity markedly restored with minimal additional testing as 
most samples do not fall within the retesting zone.16 20 A flow-
chart of the testing strategy and the applied cut- off levels and 
their associated quality criteria are presented in figure 1B,C.

Test strategy evaluation
On the derivation cohort, we compared the overall performance 
of the following SARS- CoV- 2 antibody testing strategies: (1) 
testing using single assays, (2) simple lowering of thresholds, (3) 
classical OTA and (4) our newly developed SIT2 algorithm at 
assumed seroprevalences of 5% and 20%. As part of the deri-
vation, we then compared the performance of OTAs and SIT2 
against the results of a virus neutralisation assay. On the vali-
dation cohort, we then compared the performance of OTAs 
and SIT2. Finally, we used data from this cohort to evaluate the 
performance of SIT2 versus single tests at seroprevalences of 5%, 
10%, 20% and 50% if the Abbott and DiaSorin assays (ie, assays 
with varying degrees of discrepancies in sensitivity and speci-
ficity) were used.

Statistical analysis
Unless otherwise indicated, categorical data are given as counts 
(percentages), and continuous data are presented as median 
(IQR). Total test errors were compared by Mann- Whitney 
tests or, in case they were paired, by Wilcoxon tests. 95% CIs 
for sensitivities and specificities were calculated according to 
Wilson, 95% CI for predictive values were computed according 
to Mercaldo- Wald unless otherwise indicated. Sensitivities and 

specificities were compared using z- scores. P values <0.05 
were considered statistically significant. All calculations were 
performed using Analyse- it V.5.66 (Analyse- it Software, Leeds, 
UK) and MedCalc V.19.6 (MedCalc bvba, Ostend, Belgium). 
Graphs were drawn using Microsoft Visio (Armonk, USA) and 
GraphPad Prism V.7.0 (La Jolla, USA).

RESULTS
In the derivation cohort of 1117 prepandemic sera and 64 
sera from convalescent patients with COVID- 19 (80% non- 
hospitalised, 20% hospitalised), the Roche NC, Abbott NC and 
DiaSorin S1/S2 antibody assays gave rise to 7/64, 10/64 and 
11/64 false- negative, as well as to 3/1117, 9/1117 and 20/1117 
false- positive results. Assuming a seroprevalence of 20%, this led 
to 2180, 3120 and 3440 false- negative results per 100 000 tests, 
and 240, 650 and 1440 false- positive results per 100 000 tests, 
respectively (figure 2A, right panel).

Effects of threshold lowering on sensitivity and specificity
Lowering the positivity thresholds for the Roche NC, Abbott 
NC and Diasorin S1/S2 to 0.165 COI, 0.55 Index and 9 AU/mL 
increased the sensitivity significantly and reduced false- negative 
results to 1/64, 2/64, and 7/64 (320, 620 and 2180 per 100 000 
tests at a seroprevalence of 20%), but substantially increased 
false- positive results to 18/1117, 27/1117 and 31/1117, respec-
tively (1280, 1920 and 2240 per 100 000 tests, at an assumed 
seroprevalence of 20%; online supplemental table S4, figure 2A, 
right panel).

Classical OTA compared with SIT2

Subsequently, we evaluated 12 OTA combinations using the 
fully automated SARS- CoV- 2 antibody tests from Roche NC, 
Abbott NC and DiaSorin S1/S2 as screening tests, each combined 
with one of the other fully automated assays or a commercially 
available NC or RBD- specific ELISA as a confirmation test. 
Combining these tests as classical OTAs significantly increased 
specificity and reduced false positives to 0 (0–1)/1117. However, 
the rate of false negatives was 14 (12–16)/64 (1095 (955–1230) 

Figure 1 (A) The sensitivity improved two- test (SIT2) algorithm includes sensitivity improvement by adapted cut- offs and a subsequent specificity 
rescue by re- testing all samples within the re- testing zone of the screening test by a confirmatory test. (B) Testing algorithm for SIT2 using a screening 
test on an automated platform (ECLIA/Roche, CMIA/Abbott, CLIA/DiaSorin) and a confirmation test, either on one of the remaining platforms or 
tested by means of ELISA (Technozym RBD, NP). (C) All test results between a reduced cut- off suggested by the literature, and a higher cut- off, above 
which no more false positives were observed, were subject to confirmation testing. **results between 12.0 and 15.0, which are according to the 
manufacturer considered borderline, were treated as positives; ***suggested as a cut- off for seroprevalence testing; ****determined by in- house 
modelling; 1see23 ; 2see24 ; 3see.25
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per 100 000 tests at 20% seroprevalence), and, therefore, 
considerably higher than for single testing strategies. In contrast, 
the SIT2 algorithm minimised false positives to 0 (0–2)/1117 (0 
(0–140) per 100 000 tests at 20% seroprevalence) while also 
reducing false negatives to 5 (3–8)/64 (1560 (940–2420) per 100 
000 tests at 20% seroprevalence, figure 2A right panel; online 
supplemental table S5).

Reduction of total error rates by the SIT2

Of all the methods assessed, SIT2 reached the lowest total error 
rates per 100 000 tests under both 5% and 20% assumed sero-
prevalence (455 (235–685) and 1600 (940–2490) per 100 000 
tests) (figure 2B). At a seroprevalence of 5%, OTA on average 
performed better than individual tests, and the total error rates 
of the single tests were higher for the Abbott NC and DiaSorin 
S1/S2 assay (OTA 1095 (955–1325) vs 830 (Roche NC), 1540 
(Abbott NC) and 2570 (DiaSorin S1/S2) per 100 000 tests). But 
with a seroprevalence of 20%, performance of OTAs, wors-
ened compared with single tests (OTA 4380 (3820–5000) vs 
1600 (Roche), 2540 (Abbott) and 4420 (DiaSorin) per 100 000 
tests) (figure 2B). Therefore, at both 5% and 20% seropreva-
lence, SIT2 resulted in the lowest overall errors. Compared with 
OTAs, SIT2 yielded a similar improvement in specificity while 
not suffering from the significant sensitivity reduction (online 
supplemental figure S2). Since the better overall performance of 
SIT2 compared with OTAs was not due to increased specificity 
but improved sensitivity, we subsequently set out to examine 
these differences in more detail.

Sensitivities of single tests, OTA and SIT2 in relation to NT
Next, we compared the sensitivities of the three screening tests 
as single tests and in both two- test methods (OTA and SIT2), 
benchmarking them using the Austrian sensitivity cohort (n=64) 
simultaneously evaluated with an authentic SARS- CoV- 2 VNT. 
Regardless of the screening test used (Roche NC, Abbott NC, or 
DiaSorin S1/S2), OTAs had lower sensitivities than single tests 
(80.5% (78.5–83.6), 78.1% (75.8–82.8) or 75.8% (71.5–78.9) 
vs 89.1%, 84.4% or 82.8%, respectively), and SIT2 showed the 
best sensitivities of all methods (95.3% (93.0–96.5), 93.8% 
(92.2–96.5) or 87.5% (85.1–88.7)) (figure 3). SIT2 algorithms, 
including the Roche NC and Abbott NC assays, achieved similar 
or even higher sensitivities than VNT (figure 3, VNT reference 
line), made possible by the unique retesting zone of SIT2 (Fig. 
S3).

Validation of the SIT2 using an independent cohort
To confirm the improved sensitivity of SIT 2 compared with 
OTA, we analysed the sensitivities of OTAs and SIT2 in an inde-
pendent validation cohort of 976 prepandemic samples and 536 
post- COVID samples. Out of 20 combinations using the assays 
Roche NC (total antibody), Abbott NC (IgG), DiaSorin S1/S2 
(IgG), Siemens RBD (total antibody) and Oxford trimeric- S 
(IgG), a statistically significant improvement in sensitivities over 
OTAs was shown for SIT2 in 18 combinations (figure 4). The 
performance was comparable for the remaining two combina-
tions (Siemens RBD with Oxford trimeric- S and vice versa). Still, 

Figure 2 False- positives (FP)/false- negatives (FN) (A) and total error (B) of single tests, tests with reduced thresholds according to,23–25 orthogonal 
testing algorithms (OTAs) and the sensitivity improved two- test (SIT2) algorithm at 5 and 20% estimated seroprevalence. Data in (B) were compared 
by Mann- Whitney tests (unpaired) or Wicoxon tests (paired). *p<0.05; **p<0.01; ***p<0.001.
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no statistically significant improvement could be achieved due to 
the high pre- existing sensitivities of these assays on this partic-
ular sample cohort.

To further illustrate the effect of SIT2 on the outcome of 
SARS- CoV- 2 antibody testing, we compared single testing versus 
SIT2 with the Abbott and DiaSorin assays at varying assumed 
seroprevalences (5, 10, 20 and 50%), given that the Abbott NC 
assay is a highly specific (99.9%), but moderately sensitive test 
(92.7%), and the DiaSorin S1/S2 assay has the most limited spec-
ificity (98.7%) of all evaluated assays but an acceptable sensitivity 
(96.3%). Regardless of whether a lack of specificity (DiaSorin 
S1/S2) or sensitivity (Abbott NC) had to be compensated for, 
SIT2 improved the overall error rate compared with the indi-
vidual tests in all four combinations and at all four assumed sero-
prevalence levels (figure 5).

DISCUSSION
Serology is a commonly used, multi- purpose analytical 
method.1–6 However, not all serologic assays have appropriate 
sensitivities and specificities, especially in low- prevalence 
settings. The SARS- CoV- 2 pandemic prompted the simulta-
neous development of several antibody tests and, which is rare 
otherwise, allowed to evaluate these tests with both confirmed 
positive and negative cases, the latter derived from biobank 

collections established before the virus emerged. In the case 
of SARS- CoV- 2, false- positive samples are usually not simul-
taneously reactive in different test systems.16 20 This led to the 
hypothesis that reducing the threshold for positivity in screening 
and confirmation tests would increase the specificity without 
impairing the sensitivity. A further improvement in sensitivity 
was possible by defining a high cut- off for the screening test, 
above which, due to the excellent reliability of high test results, 
no further confirmation (and, thereby, a possible false- negative 
result in the confirmation test) was necessary.

In the early waves of the SARS- CoV- 2 pandemic, many 
commercially available SARS- CoV- 2 antibody tests did not 
provide sufficient specificity to achieve acceptable PPVs, for 
example, at a seroprevalence rate of 1–5%.15 20 Lowering posi-
tivity thresholds might improve test sensitivity23–25 and conven-
tional orthogonal testing can maximise specificity.11 26 27 The 
latter might increase the PPV, but PPV will only be relevantly 
increased at low seroprevalences. However, since seroprevalence 
is often neither known and varies widely from region to region, 
it is difficult to judge whether a less specific or less sensitive test 
is the lesser of two evils.

Based on actual data related to SARS- CoV- 2, we propose a 
new, universally adaptable two- test system that could, in the case 
of SARS- CoV- 2, perform better than any other known approach 
regardless of the actual seroprevalence: the sensitivity- improved 
two- test or SIT2. For this, we established the algorithm in our 
COVID- 19 cohort (including 1181 samples, 1117 prepandemic 
negative, and 64 confirmed post- COVID- positive samples) and 
validated it in a completely independent UK cohort (including 
1512 samples, 976 negatives and 536 positives). So, the associa-
tions found were neither exclusively related to a particular cohort 
nor the analysing institutions. All Austrian cohort samples were 
tested with the following assays: Roche, Abbott, DiaSorin S1/S2, 
Technozym RBD and Technozym NP. The UK cohort we used 
for validation included a complete data set of all samples anal-
ysed with the Roche, Abbott, DiaSorin S1/S2, Siemens, Oxford 
assays. Hence, the Austrian and the UK cohorts shared three 
test systems (Roche, Abbott and DiaSorin S1/S2) but differed 
regarding specific characteristics of the included negative and 
positive samples. Besides these three overlapping test systems, 
each cohort included data of two more exclusive SARS- CoV- 2 
antibody assays in the analysis. The use of these different combi-
nations should underscore the universality of SIT².

Its generalisability can be inferred further in detail from the 
following features: (1) the adapted cut- offs used to optimise 
sensitivity were determined in various independent studies 

Figure 4 Differences in sensitivity and specificity (mean±95% CI) between the sensitivity improved two- test (SIT2) algorithm and standard 
orthogonal testing algorithms (OTAs) within the UK validation cohort. *p<0.05; **p<0.01; ***p<0.001; ****p<0.0001.

Figure 3 Sensitivities of single tests, orthogonal testing algorithms 
(OTAs) and the sensitivity improved two- test (SIT2) algorithm. The dotted 
line indicates the sensitivity of virus neutralisation test (VNT).
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and were not explicitly calculated for our cohort23–25, (2) SIT2 
was effective, although with different efficiencies, in a total of 
32 different test combinations and (3) SIT2 was successfully 
validated in an independent cohort, which was profoundly 
different from the derivation cohort. The robustness of a diag-
nostic algorithm regarding analytical variability (lot- to- lot vari-
ability, instrument- dependent variability or method- specific 
confounders) is essential. Based on our study design with three 
overlapping assays (Roche, Abbott and DiaSorin) tested at two 
sites with two different cohorts but without lot matching, we 
did not find any adverse effects on the robustness of our algo-
rithm by these potential confounders. Moreover, we estimated 
the SIT² robustness to between- lot variability simulating how 
the algorithm’s performance would change if results would vary 
according to their respective reference change values. For this, 
we used an SIT²-algorithm consisting of Roche and Abbott as 
an example and could conclude that expectable between- assay 
variability might only marginally affect the algorithm (data not 
shown). Therefore, SIT2 does not require a particular infrastruc-
ture, the availability of high- performance individual test systems 
or specific reagent lots to work but can optimise the performance 
of any available test system.

Our SIT2 strategy can rescue the specificity with minimal 
repeat testing required (see online supplemental table S6). For 
example, when applying the Roche NC as a screening test to 
our cohort, only 27 out of 1181 samples needed confirmation 
testing with the Abbott NC test to correctly identify 62/64 true 
positives. Simultaneously, all false- positive results were elimi-
nated, including those added by lowering the cut- offs (online 
supplemental table S4 and figure S1). Additionally, it was more 
sensitive than VNT, which identified only 60/64 clinical posi-
tives (figure 3). This result is not completely surprising as it is 
known that not all patients who recovered from COVID- 19 
show detectable levels of neutralising antibodies.28 Neverthe-
less, it should be noted that although antibody binding assays 
may have a higher sensitivity than neutralisation assays, they 
only partially reflect the functional activity of SARS- CoV- 2 reac-
tive antibodies.29 30 The sensitivity of SARS- CoV- 2 tests may 

change over time, as prominently shown in a Brazilian study, 
where pronounced antibody waning led to an apparent decrease 
in seroprevalence already a few months after a SARS- CoV- 2 
corona wave.17 However, this was mainly caused by the strongly 
decreasing sensitivity of the test system used. The measured sero-
prevalence decreased from 46.3% in June 2020 to only 20.7% 
in October 2020, when the standard manufacturer cut- off of 
1.4 was used for the Abbott NC test. When the same data were 
analysed with a reduced cut- off of 0.4, the values changed from 
54.3% in June to 44.6% in October, so the apparent decrease in 
seroprevalence was much less pronounced. Lowering the cut- off 
to increase the sensitivity of a test system (and, therefore, also to 
compensate for such time- dependent sensitivity losses) is the first 
step of our SIT2 algorithm. As this cut- off lowering reduces the 
specificity of a test (so with the 0.4 cut- off, the seroprevalence 
rate in June was 8% higher than with the 1.4 cut- off, including 
more false positives), it is necessary to rescue this loss of speci-
ficity by a second test (also highly sensitive by cut- off lowering). 
This should illustrate that while there are test systems whose 
sensitivity changes more rapidly over time, and there is phys-
iologically a time- dependent decrease in antibody levels, SIT2 
offers a strategy to counteract this development with an increase 
in sensitivity by cut- off lowering and subsequent correction of 
specificity. Thus, these time- dependent sensitivity changes are 
not a significant problem for SIT2. Accordingly, there are far- 
reaching potential applications. Regarding SARS- CoV- 2, on the 
one hand, the use of an algorithm of this kind could increase 
the reliability of seroprevalence analyses, especially in low- 
prevalence areas. On the other hand, its use in routine clinical 
diagnostics is also conceivable. In the case of SARS- CoV- 2, the 
emergence of new viral variants particularly affects test sensi-
tivity.31 This could be counteracted by increasing sensitivity 
through modified cut- offs, and specificity would subsequently 
be restored by a second test. For SARS- CoV- 2 testing, it must 
be further emphasised that different mechanisms of immunisa-
tion induce different humoral responses, whereas an infection 
usually leads to both antinucleocapsid and antispike antibodies, 
the immune response to an mRNA- based, vector- based or 

Figure 5 Comparing false- positives (FP), false- negatives (FN) and total error (TE) for two selected test systems, (A) Abbott, (B) DiaSorin, between 
different sensitivity improved two- test (SIT2) combinations and the respective single test within the UK validation cohort for different estimated 
seroprevalences.

 on M
ay 22, 2023 by guest. P

rotected by copyright.
http://jcp.bm

j.com
/

J C
lin P

athol: first published as 10.1136/jcp-2022-208171 on 30 A
ugust 2022. D

ow
nloaded from

 

https://dx.doi.org/10.1136/jclinpath-2022-208171
https://dx.doi.org/10.1136/jclinpath-2022-208171
https://dx.doi.org/10.1136/jclinpath-2022-208171
http://jcp.bmj.com/


7Perkmann T, et al. J Clin Pathol 2022;0:1–8. doi:10.1136/jclinpath-2022-208171

Original research

protein- based vaccine that introduces only the spike- protein 
lacks the anti- nucleocapsid antibody.32 Accordingly, among the 
vaccinated, tests assessing antispike antibodies might not be 
useful in detecting individuals after SARS- CoV- 2 infection, as 
the measured amount would have at least partly been induced 
by the vaccine. However, add- on infection could boost antispike 
levels.33 These conditions must be considered when searching 
for the optimal combination of tests for a SIT2 approach.

Our study has both strengths and limitations. One strength 
is the size of the cohorts examined, both in deriving the SIT2 
algorithm (N=1181) and validating it (N=1512). The compo-
sition of our specificity cohort is also unique: it consists of three 
subcohorts with selection criteria to further challenge analytical 
specificity. The lower cut- offs used to increase sensitivity were 
not modelled within our data sets but were derived from ROC 
analyses data of independent studies.23–25 Furthermore, we were 
able to test the performance of the two- test systems in a total 
of 32 combinations, 12 in the derivation cohort and another 
20 combinations in the validation cohort. As a limitation, 
in the Austrian cohort, only samples≥14 days after symptom 
onset were included. Therefore, no conclusions on the sensi-
tivity of the early seroconversion phase can be made from these 
data. Furthermore, mild and asymptomatic cases were under- 
represented in the British cohort, perhaps leading to an observed 
higher sensitivity of the test systems. Moreover, the analysis did 
only include samples collected during the first wave; therefore, 
positive individuals were most likely infected by the wildtype 
virus. However, as stated above, the emergence of new variants 
challenges a test system’s sensitivity even more, which only rein-
forces the need to increase sensitivity without harming speci-
ficity, as we propose here by using SIT2.

In conclusion, we describe the novel two- test algorithm SIT2, 
which makes it possible to maintain or even significantly improve 
sensitivity while approaching 100% specificity.
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 SARS-CoV-2 Serology Specificity cohorts (all collected before 2020) SARS-CoV-2 Serology Sensitivity Cohorts (COVID-19 cohort) 

Cohort COHORT A 

 

LEAD-study 

(N=494) 

COHORT B 

 

MedUni Wien Biobank 

healthy donor collective 

(N=265) 

COHORT C 

 

 

Cohort of rheumatic diseases 

(N=359) 

Post-COVID-19 donors at the 

MedUni Wien Biobank (N=38) 

COVID-19-Convalescent 

plasma donors at the 

Department of Transfusion 

Medicine (N=7) 

Diagnostic excess serum 

samples from COVID-19 

patients sent to Department 

of Laboratory Medicine 

(N=19) 

Cohort 

description 

Population-based cohort, 

representing a cross-section 

of the Viennese and 

surrounding area 

population; balanced for 

sex, age, and health status; 

collected before 2020 

Population- based cohort: 

samples from healthy 

donors collected at the 

MedUni Wien Biobank 

before 2020; 

Disease-specific cohort: patients 

with a broad spectrum of 

rheumatic  diseases from the 

Division of Rheumatology, 

Medical University of Vienna, 

collected before 2020 

Participants with a history of 

COVID-19, either confirmed by a 

positive SARS-CoV-2 RT-PCR 

(N=29) or symptomatic patients 

with close contact to PCR-

positive COVID-19 patients 

(N=9) 

Plasma donors with a history 

of SARS-CoV-2 RT-PCR 

confirmed COVID-19 

Samples from in- or 

outpatients with SARS-

CoV-2 RT-PCR confirmed 

COVID-19 

 

Intensive care unit patients 

(N=13) 

Inclusion 

criteria 

Age 6 – 80 years 

Only material collected in 

the months November – 

April (enrichment of 

possible cross-reactive 

antibodies for seasonal 

respiratory infections) was 

used for this study 

Age >18 years 

Self-assessment: healthy 

Age >18 years 

Rheumatic disease 

Age >18 years  

positive SARS-CoV-2 RT-PCR 

OR close contact to patient with 

positive SARS-CoV-2 PCR 

considered healthy at the time of 

sample donation 

written informed consent 

Age >18 years 

positive SARS-CoV-2 RT-

PCR followed by 2 negative 

SARS-CoV-2 RT-PCRs 

Considered healthy at the 

time of plasma donation 

Written informed consent 

Age >18 years 

 

Positive SARS-CoV-2 RT-

PCR 

Exclusion 

criteria 

Unavailability of 

biomaterial 

Unavailability of 

biomaterial 

Unavailability of biomaterial  Inconclusive history of 

COVID-19 

Unavailability of biomaterial 

Unavailability of 

biomaterial 

Table S1:  Cohort characteristics (Vienna) 
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 LEAD-Study Healthy donor collective Rheumatic cohort 

Number (% of total) 494 (44%) 265 (24%) 358 (32%) 

Age (y) 43 (26 – 56) 38 (25 – 52) 52 (41 – 61) 

Female sex (% of cohort) 247 (50%) 156 (59%) 272 (76%) 

Samples collected (range) Dec 2011 – Apr 2016 Feb 2012 – Dec 2019 Feb 2006 – Mar 2017 

Rheumatic disease (% of cohort)    

Rheumatoid Arthritis   142 (40%) 

Systemic lupus erythematosus   98 (27%) 

Systemic sclerosis   49 (14%) 

Psoriatic arthritis   25 (7%) 

Spondyloarthritis   25 (7%) 

Sjögren’s Syndrome   19 (5%) 

Table S2:  Demographical data of SARS-CoV-2 negative cohorts (Vienna). Unless otherwise stated, data are either 

presented as counts (percentages) or median (interquartile range). 

 

 COVID-19 cohort 

Number 64 

Age (y) 49 (40 – 57) 

Female sex (% of cohort) 29 (45%) 

Symptom severity  

Asymptomatic 5 (8%) 

Mild 27 (42%) 

Moderate 15 (23%) 

Severe 4 (6%) 

Intensive care unit 13 (20%) 

Symptom onset (d before sampling)* 41 (26,25 – 49) 

Antibody response values  

Abbott [Index (S/C)], Cut-off 1∙40 4∙87 (2.77 – 6.85) 

Roche [COI], Cut-off 1∙00 23∙300 (7∙220 – 52∙900) 

DiaSorin [Au/ml], Cut-off 15∙0 (borderline: 12-15) 48∙1 (15∙5 – 94∙3) 

Table S3:  Characteristics of SARS-CoV-2 positive individuals (Vienna). Data are either presented as counts 

(percentages) or median (interquartile range). *for asymptomatic individuals, PCR date was taken instead of 

symptom onset date. 
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Supplementary Results 

  Roche Abbott DiaSorin 
  Manufacturer’s cut-off: Modified cut-offs: Manufacturer’s cut-off: Modified cut-offs: Manufacturer’s  

cut-off: 

Modified cut-offs: 

A  ≥1∙000 COI >0∙165 COI ≥1∙40 Index ≥0∙55 Index ≥12∙0 AU/mL ≥9∙0 AU/mL 

Sensitivity 89∙1 (79∙1-94∙6) 98∙4 (91∙7-99∙7) 84∙4 (73∙6-91∙3) 96∙9 (89∙3-99∙1) 82∙8 (71∙8-90∙1) 89∙1 (79∙1-94∙6) 

Δ Sensitivity  Z=+2∙45, P=0∙014  Z=+2∙83, p=0∙005  Z=+2∙00, p=0∙046 

Specificity 99∙7 (99∙2-99∙9) 98∙4 (97∙5-99∙0) 99∙2 (98∙5-99∙6) 97∙6 (96∙5-98∙3) 98∙2 (97∙3-98∙8) 97∙2 (96∙1-98∙0) 

Δ Specificity  Z=-3∙87, P<0∙001  Z=-4∙24, p<0∙0001  Z=-3∙32, p<0∙001 

B   >3∙000 COI  >3∙00 Index  150∙0 AU/mL 

True positives 57 54 (95% of TP) 54 45 (83% of TP) 53 5 (9% of TP) 

False positives 3 0  9 0 20 0 

Table S4. Step 1 – Increasing sensitivity by cut-off adaption. A) Comparison of sensitivity, specificity and predictive values between results calculated using the cut-

offs suggested by the manufacturers and reduced cut-offs derived from the literature. Green color indicates a significant gain, red color a significant reduction. B) 

Presentation of the proportion of true-positives (TP) that were excluded from re-testing by applying high cut-offs, which were determined after observations in our 

cohorts. Δ… Difference. 
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Roche Manufacturer’s 
cut-off: 

Orthogonal testing with manufacturer’s cut-offs: 

Cut-offs ≥1∙000 COI >1∙000 COI + 

RBD >8 U/mL 

>1∙000 COI + 

NP >8 U/mL 

>1∙000 COI + 

Abbott ≥1∙4 Index 

>1∙000 COI + 

DiaSorin ≥12∙0 AU/mL 

Sensitivity 89∙1 (79∙1-94∙6) 81∙3 (70∙0-88∙9) 78∙1 (66∙6-86∙5) 84∙4 (73∙6-91∙3) 79∙7 (68∙3-87∙7) 

 

 

Z=-2∙24 

P=0∙025 

Z=-2∙65 

P=0∙008 

Z=-1∙73 

P=0∙083 

Z=-2∙45 

P=0∙014 

Specificity 99∙7 (99∙2-99∙9) 100∙0 (99∙7-100∙0) 100∙0 (99∙7-100∙0) 100∙0 (99∙7-100∙0) 100∙0 (99∙7-100∙0) 

 

 

Z=+1∙73 

P=0∙083 

Z=+1∙73 

P=0∙083 

Z=+1∙73 

P=0∙083 

Z=+1∙73 

P=0∙083 

      
Abbott Manufacturer’s 

cut-off: 

Orthogonal testing with manufacturer’s cut-offs: 

Cut-offs ≥1∙40 Index ≥1∙40 Index + 

RBD >8 U/mL 

≥1∙40 Index + 

NP >8 U/mL 

≥1∙40 Index + 

Roche >1∙000 COI 

≥1∙40 Index + 

DiaSorin ≥12∙0 AU/mL 

Sensitivity 84∙4 (73∙6-91∙3) 78∙1 (66∙6-86∙5) 78∙1 (66∙6-86∙5) 84∙4 (73∙6-91∙3) 75∙0 (63∙2-84∙0) 

 

 

Z=-2∙00 

P=0∙046 

Z=-2∙00 

P=0∙046 

Z=±0∙00 

 

Z=-2∙45 

P=0∙014 

Specificity 99∙2 (98∙5-99∙6) 100∙0 (99∙7-100∙0) 99∙9 (99∙5-100∙0) 100∙0 (99∙7-100∙0) 99∙9 (99∙5-100∙0) 

 

 

Z=+3∙00 

P=-0∙003 

Z=+2∙83 

P=0∙005 

Z=+3∙00 

P=-0∙003 

Z=+2∙83 

P=0∙005 

      
DiaSorin Manufacturer’s 

cut-off: 

Orthogonal testing with manufacturer’s cut-offs: 

Cut-offs ≥12∙0 AU/mL* ≥12∙0 AU/mL + 

RBD >8 U/mL 

≥12∙0 AU/mL + 

NP >8 U/mL 

≥12∙0 AU/mL + 

Roche >1∙000 COI 

≥12∙0 AU/mL + 

Abbott ≥1∙4 Index 

Sensitivity 82∙8 (71∙8-90∙1) 76∙6(64∙9-85∙3) 70∙3 (58∙2-80∙1) 79∙7 (68∙3-87∙7) 75∙0 (63∙2-84∙0) 

 

 

Z=-2∙00 

P=0∙046 

Z=-2∙83 

P=0∙005 

Z=-1∙41 

P=0∙157 

Z=-2∙24 

P=0∙025 

Specificity 98∙2 (97∙3-98∙8) 99∙9 (99∙5-100∙0) 100∙0 (99∙7-100∙0) 100∙0 (99∙7-100∙0) 99∙9 (99∙5-100∙0) 

 

 

Z=+4∙36 

P<0∙0001 

Z=+4∙47 

P<0∙0001 

Z=+4∙47 

P<0∙0001 

Z=+4∙36 

P<0∙0001 

Table S5. Effect of an orthogonal test strategy (OTA) with the tests used as suggested by the manufacturer. 

Resulting sensitivities and specificities are compared to those yielded if the respective single test is used as suggested 

by the manufacturer. Green color indicates a significant gain, yellow color a specificity of approximately 100∙0% 

that could not be further improved, and red color a significant loss. N… Number; Δ… Difference; *… Values 
between 12 – 15 AU/ml should be considered borderline and require re-testing at a later time-point, which is not 

possible in a cross-sectional setting. Therefore, these results were treated as positive. 
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Roche Manufacturer’s  
cut-off: 

Sensitivity-improved Two-Test Approach: 

 

Cut-offs 

 

≥1∙000 COI 

≤0∙165 COI = 0; ≥3 COI = 1;  
>0∙165 AND <3∙000 COI = 1 if: 

+ RBD >3∙0 U/mL + NP >3∙5 U/mL + Abbott ≥0∙55 Index + DiaSorin ≥9∙0 AU/mL 

N (%) retested  27 (2∙3%) 

Sensitivity 89∙1 (79∙1-94∙6) 95∙3 (87∙1-98∙4) 92∙2 (83∙0-96∙6) 96∙9 (89∙3-99∙1) 95∙3 (87∙1-98∙4) 

Δ Sensitivity  Z=+2∙00, P=0∙046 Z=+1∙00, P=0∙317 Z=+2∙24, P=0∙025 Z=+2∙00, P=0∙046 

Specificity 99∙7 (99∙2-99∙9) 100∙0 (99∙7-100∙0) 100∙0 (99∙7-100∙0) 100∙0 (99∙7-100∙0) 100∙0 (99∙7-100∙0) 

Δ Specificity  Z=+1∙73, P=0∙083 Z=+1∙73, P=0∙083 Z=+1∙73, P=0∙083 Z=+1∙73, P=0∙083 

      
Abbott Manufacturer’s  

cut-off: 

Sensitivity-improved Two-Test Approach: 

 

Cut-offs 

 

≥1∙40 Index 

<0∙55 Index = 0; ≥3 Index = 1; 
≥0∙55 AND <3∙000 Index = 1 if: 

 + RBD >3∙0 U/mL + NP >3∙5 U/mL + Roche >0∙165 COI + DiaSorin ≥9∙0 AU/mL 

N (%) retested  45 (3∙8%) 

Sensitivity 84∙4 (73∙6-91∙3) 95∙3 (87∙1-98∙4) 92∙2 (83∙0-96∙6) 96∙9 (89∙3-99∙1) 92∙2 (83∙0-96∙6) 

Δ Sensitivity  Z=+2∙65, p=0∙008 Z=+2∙24, p=0∙025 Z=+2∙83, p=0∙005 Z=+1∙89, p=0∙059 

Specificity 99∙2 (98∙5-99∙6) 99∙8 (99∙3-100∙0) 99∙8 (99∙3-100∙0) 100∙0 (99∙7-100∙0) 99∙9 (99∙5-100∙0) 

Δ Specificity  Z=+2∙33, p=0∙020 Z=+2∙13, p=0∙020 Z=+3∙00, p=0∙003 Z=+2∙83, p=0∙005 

      
DiaSorin Manufacturer’s  

cut-off: 

Sensitivity-improved Two-Test Approach: 

 

Cut-offs 

 

≥12∙0 AU/mL 

<9∙0 AU/mL = 0; ≥150 AU/mL = 1; 
≥9∙0 AND <150∙0 AU/mL = 1 if: 

+ RBD >3∙0 U/mL  + NP >3∙5 U/mL + Roche >0∙165 COI + Abbott ≥0∙55 Index 

N (%) retested  87 (7∙4%) 

Sensitivity 82∙8 (71∙8-90∙1) 87∙5 (77∙2-93∙5) 84∙4 (73∙6-91∙3) 89∙1 (79∙1-94∙6) 87∙5 (77∙2-93∙5) 

Δ Sensitivity  Z=+1∙34, p=0∙180 Z=+0∙38, p=0∙701 Z=+2∙00, p=0∙046 Z=+1∙34, p=0∙180 

Specificity 98∙2 (97∙3-98∙8) 99∙8 (99∙3-100∙0) 100∙0 (99∙7-100∙0) 100∙0 (99∙7-100∙0) 99∙9 (99∙5-100∙0) 

Δ Specificity  Z=+4∙24, p<0∙0001 Z=+4∙47, p<0∙0001 Z=+4∙47, p<0∙0001 Z=+4∙36, p<0∙0001 

Table S6. Effect of a sensitivity-improved two-test approach (SIT2). Resulting sensitivities and specificities are 

compared to those yielded if the respective single test is used as suggested by the manufacturer. N… Number; Δ… 
Difference.
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Fig. S2: Median and interquartile ranges of total error, subdivided by error produced by false-positivity (white) or 

false-negativity (grey). OTA… orthogonal testing algorithms; SIT2… Sensitivity improved two-test; NStandard cut-offs = 

3, NReduced cut-offs = 3, NOTA, NSIT
2

 = 12.   
 

 
Fig. S3: Relationship between antibody levels detected by binding assays (Roche, Abbott, DiaSorin, Technozym 

RBD and NP) and viral neutralization test (TCID50) titers in 64 individuals after SARS-CoV-2 infection. Sera within 

the green area are positive in a sensitivity improved binding assay, but yield a negative TCID50. Within the yellow 

area, sera present with a positive TCID50, whereas binding assay results remain negative after sensitivity 

improvement. CO… cut-off, NT… viral neutralization test. 
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Figure data 

A Single tests 

Test  Sens  [%] Spec  [%] FP 5%  FP20%  FN5%  FN20%  TE5%  TE20%  

Roche MC 89∙1 99∙7 285 240 545 2180 830 2420 

Abbott MC  84∙4 
99∙2 760 640 780 3120 1540 3760 

DiaSorin MC  82∙8 
98∙2 1710 1440 860 3440 2570 4880 

Roche RC  
98∙4 98∙4 1520 1280 80 320 1600 1600 

Abbott RC  
96∙9 97∙6 2280 1920 155 620 2435 2540 

DiaSorin RC  
89∙1 97∙2 2660 2240 545 2180 3205 4420 

B1 OTA False-positives (5%/20% seroprevalence) per 100,000 tests 
Confirmation 

Screening 

Roche Abbott DiaSorin RBD NP 

Roche  0/0 0/0 0/0 0/0 

Abbott 0/0  95/80 0/0 95/80 

DiaSorin 0/0 95/80  95/80 0/0 

B2 OTA False-negatives (5%/20% seroprevalence) per 100,000 tests 
Confirmation 

Screening 

Roche Abbott DiaSorin RBD NP 

Roche  780/3120 1015/4060 935/3740 1095/4380 

Abbott 780/3120  1250/5000 1095/4380 1095/4380 

DiaSorin 1015/4060 1250/5000  1170/4680 1485/5940 

B3 OTA Total error (5%/20% seroprevalence) per 100,000 tests 
Confirmation 

Screening 

Roche Abbott DiaSorin RBD NP 

Roche  780/3120 1015/4060 935/3740 1095/4380 

Abbott 780/3120  1345/5080 1095/4380 1190/4460 

DiaSorin 1015/4060 1345/5080  1265/4760 1485/5940 

C1 SIT² False-positives (5%/20% seroprevalence) per 100,000 tests 
Confirmation 

Screening 

Roche Abbott DiaSorin RBD NP 

Roche  0/0 0/0 0/0 0/0 

Abbott 0/0  85/80 190/160 190/160 

DiaSorin 0/0 95/80  190/160 0/0 

C2 SIT²  False-negatives (5%/20% seroprevalence) per 100,000 tests 
Confirmation 

Screening 

Roche Abbott DiaSorin RBD NP 

Roche  155/620 235/940 235/940 390/1560 

Abbott 155/620  390/1560 235/940 390/1560 

DiaSorin 545/2180 625/2500  625/2500 780/3120 

C3 SIT²  Total error (5%/20% seroprevalence) per 100,000 tests 
Confirmation 

Screening 

Roche Abbott DiaSorin RBD NP 

Roche  155/620 235/940 235/940 390/1560 

Abbott 155/620  485/1640 425/1100 580/1720 

DiaSorin 545/2180 720/2580  815/2660 780/3120 

Figure data of Fig. 2: A) Quality criteria (Sens… Sensitivity, Spec… Specificity, FP… false-positives, FN… false-

negatives, TE… total error), whenever applicable estimated for 5% or 20% seroprevalence. MC… manufacturer’s 
cut-off, RC… reduced cut-off according to published data (>0∙165 COI for Roche, ≥0∙55 Index for Abbott, ≥9∙0 

AU/mL for DiaSorin). B1-3) False-positives, false-negatives and total error, each at 5 or 20% estimated 

seroprevalence, for different Orthogonal Testing Algorithm (OTA) combinations, where positives of the screening 

test (vertical) have to be confirmed by a confirmation test (horizontal). C1-3) False-positives, false-negatives and 

total error, each at 5 or 20% estimated seroprevalence, for different Sensitivity-improved Two-Test (SIT²) 

combinations. 
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Temporal robustness of SIT2 

We performed SIT² on a sub-sample of the SARS-CoV-2 positive cohort, which donated blood again 6 months (T=6) 

after the first withdrawal. Antibodies were detected using the DiaSorin S1/2 and the Roche NC assays. For this cohort 

of 37 participants, the initial (T=0) sensitivity could be improved from 0.76 to 0.87 after applying SIT2 compared to 

the DiaSorin test alone (cut-off=12 AU/mL). At T=6, the sensitivity of the DiaSorin test alone decreased to 0.70 due 

to antibody waning. Again, SIT2 rescued a fraction of the reduced sensitivity to 0.76. 

In terms of specificity, we checked the consistency of true negative results in 11 donors over time (months from 1st 

donation) and specificity remained constant over time (100% in the case of SIT2 with the DiaSorin S1/2 assay and the 

Roche NC): 

ID_sample Months from  1st donation Result Diasorin Result Roche SIT² 

1_1 0 4.00 0.0832 negative 

1_2 10 <3.8 0.0817 negative 

1_3 18 <3.8 0.0799 negative 

1_4 62 <3.8 0.0802 negative 

2_1 0 4.32 0.0790 negative 

2_2 10 <3.8 0.0837 negative 

2_3 19 <3.8 0.0870 negative 

2_4 53 <3.8 0.0846 negative 

3_1 0 4.48 0.0816 negative 

3_2 36 5.19 0.0846 negative 

3_3 49 4.24 0.0844 negative 

3_4 65 4.99 0.0824 negative 

4_1 0 <3.8 0.0860 negative 

4_2 6 <3.8 0.0867 negative 

4_3 9 <3.8 0.0852 negative 

4_4 17 <3.8 0.0898 negative 

5_1 0 <3.8 0.0777 negative 

5_2 18 <3.8 0.0790 negative 

5_3 34 <3.8 0.0792 negative 

5_4 83 <3.8 0.0778 negative 

6_1 0 <3.8 0.0827 negative 

6_2 18 <3.8 0.0847 negative 

6_3 68 <3.8 0.0852 negative 

6_4 91 4.57 0.0847 negative 

7_1 0 <3.8 0.0829 negative 

7_2 10 <3.8 0.0821 negative 

7_3 18 <3.8 0.0790 negative 

7_4 35 <3.8 0.0803 negative 

8_1 0 6.20 0.0825 negative 

8_2 39 6.25 0.0829 negative 

8_3 51 <3.8 0.0778 negative 

8_4 66 <3.8 0.0845 negative 

9_1 0 4.05 0.0886 negative 

9_2 10 4.53 0.0867 negative 

9_3 20 4.71 0.0898 negative 

9_4 48 4.06 0.0846 negative 

10_1 0 <3.8 0.0830 negative 

10_2 16 <3.8 0.0798 negative 

10_3 22 <3.8 0.0822 negative 

10_4 38 <3.8 0.0876 negative 

11_1 0 <3.8 0.0855 negative 

11_2 24 <3.8 0.0787 negative 

11_3 40 <3.8 0.0829 negative 

11_4 48 <3.8 0.0804 negative 
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